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ABSTRACT 
Mass spectrometry provides rapid, sensitive, and selective analysis. However, 
the analysis times are extended for complex samples if sample preparation 
and separation are required beforehand. Various desorption ionization mass 
spectrometry (DI-MS) methods have recently been presented to provide 
rapid  sampling  even  of  complex  samples,  with  minimal  or  no  sample  
preparation. At best, the analysis is performed in a few seconds. The aim of 
this work was to develop and evaluate DI-MS methods for efficient bio- and 
pharmaceutical analysis exploiting desorption/ionization on silicon (DIOS), 
desorption electrospray ionization (DESI), and desorption atmospheric 
pressure photoionization (DAPPI).  
For DIOS-MS analysis, a method based on micro-scale atmospheric 
pressure electric discharge was developed for the fabrication of novel 
sampling surfaces. The discharge, formed between a sharp discharge tip and 
a DIOS silicon sample surface, was either held stationary or moved above the 
surface by means of a computer-controlled xyz stage. The electric discharge 
method was used in two applications: 1) tuning of the wettability 
(hydrophilic/hydrophobic properties) of black silicon DIOS sample surfaces 
to improve DIOS-MS sensitivity and repeatability and 2) simplified 
fabrication of nanocluster silicon (NCSi) surfaces to be used as new DIOS 
sample surfaces, through surface roughnening of planar silicon. The electric 
discharge method is simple, rapid, and cost-effective, requiring only a high-
voltage supply and a discharge needle. It can be applied on planar, curved, or 
textured surfaces of both conducting and semiconducting materials. The 
discharge-treated area (the area of the surface that is modified) can be 
flexibly defined without the need of masks, simply by controlling the 
discharge parameters. Potential applications for the created structures are 
numerous, including microreactors, diagnostic devices, sensors, 
optoelectronics, and micro- and nanofluidics. 
The capabilities  of  DESI and DAPPI in the analysis  of  various lipids and 
drugs  of  abuse  were  investigated  with  standard,  spiked,  and  authentic  
biological  and  pharmaceutical  samples.  With  both  DESI  and  DAPPI,  the  
lipids (fatty acids, fat-soluble vitamins, triacylglycerols, steroids, phospho- 
and sphingolipids) typically formed multiple, often unpredictable, ions 
differing according to the spray solvent. The ionization of the drugs of abuse 
(benzodiazepines and opioids) was more straightforward. DESI and DAPPI 
provided similar sensitivity for polar compounds in simple sample matrices, 
such as solvent. However, DAPPI was more sensitive for the vitamins and 
cholesterol and other small nonpolar compounds, while DESI was better 
suited for the analysis of large and labile compounds, such as the phospho- 
and sphingolipids. Less polar compounds were poorly analyzed by DESI. 
Moreover, the sensitivity of DAPPI was better than that of DESI for polar 
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compounds in a complex sample matrix, such as urine. The better matrix 
tolerance of DAPPI than of DESI is attributable to the different mechanisms 
of desorption and ionization. Even DAPPI-MS/MS,  however,  was  not  a  
sensitive and repeatable enough method for rapid screening of the drugs in 
urine without sample pretreatment. A further problem with such complex 
sample matrices and large sample batches was contamination of the ion 
source. Targeted identification of lipids in pharmaceutical and food products, 
however, was successfully demonstrated with both DESI and DAPPI without 
sample pretreatment.  
In  conclusion,  although  many  DI-MS methods without sample 
preparation are powerful and fast tools for direct analysis, their suitability for 
a particular analysis always needs careful consideration. The true potential of 
DESI and DAPPI probably lies in imaging and in in situ analysis where 
sample pretreatment is not possible—for example, because it disturbs the 
chemical  integrity  of  the  sample.  Also,  the  unique  features  of  the  methods,  
such as chemical reactions induced by the spray solvent (oxidation and 
reactive DESI approaches, for example), offer interesting possibilities. DIOS, 
on the other hand, provides intriguing prospects for on-plate sample 
manipulation utilizing surface modifications; the high surface area provided 
by nanostructures offers large sample loading capacity, and the surface is 
easily modified to contain specific chemical functionalities. 
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1 INTRODUCTION 
The popularity of mass spectrometry (MS) in bio- and pharmaceutical 
analysis is largely due to its high sensitivity, selectivity, and speed: MS 
allows  rapid  and  reliable  detection  of  trace  amounts  of  compounds  in  
mixtures. Mass spectrometers analyze compounds on the basis of mass-to-
charge ratio (m/z) under high vacuum conditions. Thus, the analyte needs 
to be ionized and transferred to gas phase before the MS analysis. This can 
be  done  in  vacuum  or  at  atmospheric  pressure  (AP).  Vacuum  ionization  
methods, such as electron ionization (EI), are often used with gas 
chromatography (GC), while the increased use of liquid chromatography 
(LC) has promoted the use of AP ionization methods, such as electrospray 
ionization (ESI), atmospheric pressure chemical ionization (APCI), and 
atmospheric pressure photoionization (APPI). In these conventional 
methods, the sample is dissolved in a suitable solvent before infusion into 
the mass spectrometer. At the ion source, the liquid sample is nebulized, 
ionized, and transferred to the gas phase and into the vacuum of the mass 
spectrometer for analysis. The ionization, especially in ESI, is sensitive to 
matrix effects,[1] that  is,  to  the  interfering  effect  of  all  components  of  the  
sample other than the analyte, on the measurement. For example, salts 
present in biological samples suppress the ionization of an analyte, 
reducing the sensitivity of the analysis. Matrix compounds may prevent 
the analyte from transferring to the gas phase or gaining a charge. In 
addition, background noise tends to increase with complex sample 
matrices and the robustness of the method decreases. Therefore, complex 
samples are typically purified and separated by chromatographic methods 
before the MS analysis. Sample pretreatment is usually the most time-
consuming step of an analysis. 
In desorption ionization mass spectrometry (DI-MS), the sample is not 
infused in the mass spectrometer but instead placed on a suitable surface 
from which it is desorbed and either simultaneously or subsequently 
ionized. Analysis is fast, automation is easy, and throughput capability is 
high. Typically, a droplet of a solution containing the analyte is applied on 
a sampling surface and left to dry before desorption (“dried droplet 
deposition”). The sample can also be a solid piece of a material, such as a 
tissue slice, which then opens up the important possibility of imaging the 
spatial distribution of the sample molecules on a surface. Desorption and 
ionization are carried out by various means, for example, by impacting the 
sample  with  ions  (secondary  ion  mass  spectrometry,  SIMS),  atoms  (fast  
atom bombardment, FAB), or photons (laser desorption ionization, LDI).  
A significant development in DI-MS was the introduction of matrix-
assisted laser desorption ionization (MALDI) in 1988.[2,3] MALDI exploits 
a  pulsed  laser  for  the  desorption/ionization,  either  in  vacuum  or  at  AP.  
 13 
The laser energy is transferred to the analyte via a low-molecular weight, 
energy-absorbing  organic  compound  called  a  matrix,  which  is  co-
crystallized with the sample on a surface in large excess. This enables soft 
ionization with enhanced sensitivity even for large and fragile compounds, 
such as large biomolecules. The organic matrix also causes a heavy 
background at low m/z values (<700), however, and MALDI is not 
therefore ideal for small analytes, such as drugs and small biomolecules. A 
technology called surface-assisted laser desorption/ionization (SALDI)[4] 
has been introduced to overcome this limitation. In SALDI, the organic 
matrix is replaced with a micro/nanostructured surface that transfers the 
laser energy to the analyte without producing background. The first really 
promising SALDI method was desorption/ionization on silicon (DIOS) 
introduced in 1999,[5] which  exploits  a  monolithic,  nanoporous  silicon  
(pSi) surface. Although the term DIOS originally refers to nanoporous 
silicon, it is here used for all nanostructured silicon surfaces utilized for 
laser induced DI-MS.  
The next revolution in DI-MS  occurred  in  the  early  2000s  with  the  
introduction of a technology called ambient MS.[6] In ambient MS, 
desorption and ionization occur outside the mass spectrometer, in an open 
environment. No matrix of any kind is required, nor any sample 
preparation, yet soft ionization is provided. The absence of sample 
preparation speeds up the analysis and enables the analysis of samples in 
their native state. Desorption electrospray ionization (DESI)[7] was the 
first  of  these  ambient  methods,  introduced  in  2004,  and  it  was  soon  
followed  by  many  others,  such  as  direct  analysis  in  real  time  (DART),[8] 
desorption atmospheric pressure chemical ionization (DAPCI),[9] easy 
ambient sonic-spray ionization (EASI),[10] laser ablation electrospray 
ionization (LAESI),[11] and desorption atmospheric pressure 
photoionization (DAPPI).[12] While the ionization in ambient MS methods 
is based on conventional methods (ESI, APCI, APPI, LDI, etc.),[13] the 
sampling (by plasma, laser, gas, liquid, etc.) opens up new dimensions, not 
only in the flexibility of sample introduction but possibly also in offering 
unique features, such as tolerance toward complex sample matrices.[14,15] 
Analytes have been successfully determined in body fluids,[8,16] food,[17,18] 
pharmaceuticals,[19] soil,[17] and  other  complex  samples  with  no  need  for  
sample preparation or separation (“direct analysis”).  
In the research summarized in this thesis, one SALDI-MS method, 
DIOS, and two ambient MS methods, DESI and DAPPI, were investigated 
in the analysis  of  drugs and biomolecules.  An introduction to these three 
methods is presented below.  
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1.1 Desorption/ionization on silicon (DIOS) 
In  DIOS,  a  micro/nanostructured  silicon  surface  is  exploited  to  
accommodate a sample and absorb energy from an impacting laser pulse, 
providing thereby for desorption and ionization of analytes (Figure 1). The 
monolithic silicon nanostructure permits both low background and soft 
ionization. Sample preparation is simple since selection and application of 
an organic matrix is not needed and the sample volumes remain small. 
DIOS  can  be  performed  in  vacuum  or  at  AP.  AP-DIOS  is  softer  than  
vacuum-DIOS because of thermalization of ions by collisions with ambient 
gases and consequent decrease in the internal energy,[4] in a similar 
manner to MALDI.[20] Sample handling is also easier and faster with AP-
DIOS, and longer signal duration has been reported as compared with 
vacuum-DIOS.[21] 
 
Figure 1 Scheme of the AP-DIOS setup and scanning electron microscopy (SEM) images 
of two common DIOS surfaces: nanoporous silicon[22] (top) and black silicon[23] 
(bottom). HV = high voltage.  
Besides silicon, various other micro/nanostructured materials, including 
carbon nanotubes,[24] gold nanoparticles,[25] and germanium 
nanostructures,[26,27] have been used as SALDI substrates. Nanostructured 
silicon, nevertheless, seems to have optimal thermal, electrical, and optical 
properties for efficient desorption/ionization. Despite numerous studies, 
the exact mechanisms of desorption/ionization in DIOS remain unclear, 
though  it  is  likely  that  the  type  of  surface  (physical  and  chemical  
properties), the nature of the laser irradiation (IR or UV), and the analysis 
conditions (AP or vacuum) affect these processes. The results of the 
mechanistic studies are partly contradictory, at least to some extent, owing 
to the differing experimental conditions. Nonetheless, in DIOS utilizing a 
UV laser, large optical absorption of the surface is considered essential for 
efficient desorption/ionization.[4] The low thermal conductivity of 
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nanostructured silicon confines heat and facilitates thermal desorption, 
which is believed to play a major role in DIOS. Also, the large surface area, 
electric conductivity, and laser-induced restructuring of the 
nanostructured surface are considered to contribute to DIOS activity.[28-34]  
Originally, DIOS was carried out on nanoporous silicon surfaces 
(Figure 1A), but since then other micro- and nanostructures, such as 
silicon nanowires,[35] microcolumns,[30,36] nanopillars,[23] nanocavities,[32] 
black silicon (Figure 1B),[23] and nanostructured silicon films,[37] have been 
exploited. Porosity, however, is believed to be important in retaining and 
resupplying analytes to the surface after the laser pulses and in providing 
a long-lasting signal.[33]  
Proton transfer is the favored ionization process in DIOS. In positive 
ion DIOS, the protons are thought to originate from the surface or from 
residual solvent molecules and adsorbed water.[33,38] Also [M-H]+ ions,[33] 
adduct ions,[39] radical cations,[28] and fragments[40] have been reported. 
Ionization before the vaporization in condensed phase and ionization after 
the vaporization in gas phase both have been considered and suggested to 
depend on the analyte.[33] 
The vast consumption of silicon in microelectronics has ensured that 
high-purity material is easily available and that the properties of silicon 
are well known. Silicon is easy to modify both physically and chemically by 
well-established procedures. Porous silicon has also been extensively 
studied because of its many uses in optical and electrical devices.[41] 
Nanoporous silicon is typically fabricated by an elaborate electrochemical 
etching procedure in HF solution.[42] The safety concerns associated with 
strongly  corrosive  HF mean that  working  procedures  and  waste  disposal  
must be uncompromised. The fabrication of other types of silicon 
nanostructure, such as those mentioned above, typically requires special 
and  expensive  equipment,  vacuum environment,  or  multiple  steps  in  the  
preparation.  
The silicon surface etched in HF is hydride-terminated and 
hydrophobic but easily oxidized to give a hydrophilic silicon oxide surface. 
The oxide layer also forms spontaneously through reaction with 
atmospheric oxygen during storage in air, and it can be removed by simple 
rinsing with HF solution.[43] Some studies have reported deterioration of 
the DIOS performance of a surface with increasing degree of oxidation,[43] 
yet for some hydrophilic compounds, an oxidized surface gives better 
sensitivity.[42,44,45] Chemically derivatized silicon surfaces (typically with 
hydrophobic hydrocarbons or fluorocarbons) are often used in DIOS,[42] 
performing  similarly  to  freshly  etched  surfaces  but  with  enhanced  
resistance to oxidation and reduced laser threshold fluence.[43] 
Derivatization  agents  can  also  be  used  to  tailor  the  surface  with  desired  
functionalities, for example, for selective capture of an analyte.[46-48] For 
this, high surface-to-volume ratio of pSi is ideal. A convenient approach to 
silicon surface derivatization is the use of self-assembled monolayers 
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(SAMs),[49] which are ordered monomolecular layers of organosilanes 
(alkoxy- or chlorosilanes) that spontaneously form on oxidized silicon 
surface.  
Among others, DIOS-MS has been utilized in pharmaceutical,[50,51] 
biomedical,[52,53] environmental,[54] and forensic[55] studies. Although 
direct analyses of complex samples have been performed with DIOS,[56,57] 
the requirement that the surface absorbs laser radiation means that the 
sample layer on the surface should be very thin, and this poses challenges 
for the sample application. With careful sample application, however, even 
tissue imaging has been performed on porous silicon[57] and nanowire 
silicon.[58] DIOS is  intented  for  the  analysis  of  small  molecules  and  gives  
best performance for compounds <3000 Da.[42,43,47,53] 
1.2 Desorption electrospray ionization (DESI) 
Since its introduction in 2004, DESI has been extensively studied and is 
currently  the  most  widely  used  ambient  MS  method.  DESI  employs  a  
pneumatically assisted charged spray to desorb and ionize analytes from a 
surface (Figure 2). The spray is created as in ESI,[59] by applying high 
voltage to a flowing solvent, which is sprayed toward a grounded mass 
spectrometer inlet (or vice versa) from a small capillary with the aid of a 
nebulizer gas. The droplets of the spray solvent, either positively or 
negatively  charged,  desolvate  and  fragment  into  smaller  droplets.  These  
droplets (approximately 2-4  µm  in  diameter)  are  then  directed  onto  the  
sample surface. Most DESI experiments involve a so-called droplet pick-
up mechanism, where the charged droplets form a thin liquid film on the 
sample  surface,  which  then  dissolves  the  analytes.[60-62] Later-arriving 
droplets splash onto this thin film, forming progeny droplets, from which 
the ionization proceeds by common ESI mechanisms: after multiple 
droplet fissions, ionized gas-phase analytes are formed by ion 
emission[63,64] or charge residue[65] processes,  and  the  ions  are  drawn  
inside the mass spectrometer. Also gas-phase ionization reactions are 
known to take place in ESI,[66,67] determined by the gas-phase basicities 
(the measure of which is proton affinity, PA) and gas-phase acidities of the 
analytes and reactant molecules. In addition to the mechanisms familiar 
from ESI, gas-phase ionization that does not include the droplet pick-up 
mechanism but ionization on the surface or in gas phase after analyte 
evaporation  has  been  proposed  to  operate  in  certain  DESI  
experiments.[9,68,69]  
Similar to ESI, DESI typically produces protonated molecules, 
deprotonated  molecules,  multiply  charged  ions,  adduct  ions,  or  less  
frequently, radical ions.[68] In addition, oxidation products, which are not 
formed  in  corresponding  ESI  or  ESSI  (electrosonic  spray  ionization[70]) 
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analysis, have been reported in DESI for various compounds, including 
drugs and lipids.[71-73] 
 
Figure 2 Scheme of the DESI setup. 
The effects of the spray solvent on the ionization in DESI are likely largely 
to  follow  the  features  of  ESI.[59] Typically, 50% aqueous spray solvents 
(most commonly water-methanol 50:50) are used in DESI, often 
providing optimal desorption and ionization for polar compounds.[16,74] In 
the droplet pick-up mechanism, however, it is important that the analyte 
be  soluble  in  the  spray  solvent,  and  thus  desorption  and  ionization  of  
hydrophobic compounds is enhanced with the use of non-aqueous spray 
solvents.[74]  
While bulky solid samples can be placed on any kind of mount or even 
held by hand, liquid samples need to be deposited on a suitable sampling 
surface. The properties of the spray solvent and the analyte affect the 
choice of surface, but typically best performance is obtained on 
nonconducting polymer surfaces—poly(tetrafluoroethylene) (PTFE, also 
known as Teflon) and poly(methylmethacrylate) (PMMA).[68,73] On 
conducting surfaces such as metals, the charges may neutralize and inhibit 
the ionization. Surface roughness and chemical nature affect the 
interactions of the surface with both the analyte and the spray solvent and 
thereby the desorption and ionization efficiencies.[68,73,75] PTFE surface 
has been found to be optimal at least for polar analytes and spray 
solvents.[14,73] Because of its hydrophobic nature, the PTFE surface also 
confines aqueous samples to small areas and prevents inhomogeneous 
spreading of the analytes and uncontrolled formation of “sweet spots”. 
Moreover, suppression of the ionization of drugs by salts was found to be 
reduced on a PTFE surface as compared with six other surfaces.[14]  
DESI has been used in a wide variety of applications ranging from 
environmental[76] and forensic[77] to clinical diagnostics.[78] True  field  
analyses have been reported in work with a portable mass 
spectrometer.[76] Complex samples analyzed without sample pretreatment 
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include food,[18] plants,[69] tablets,[77] skin,[79] and body fluids.[16,80] DESI 
imaging has been actively studied, especially in the analysis of disease 
biomarker lipids (mainly phospho- and sphingolipids) in tissues,[81] 
enabling differentiation between healthy and cancerous tissues.[78] The 
ionization in liquid phase, as in ESI, makes DESI suitable as well for large, 
nonvolatile analytes.[82] The limitation encountered with DESI, however, 
is the polarity: nonpolar and low-polarity compounds are not efficiently 
ionized with DESI. Variations of the method, such as reactive DESI[83] and 
desorption ionization by charge exchange (DICE),[84] have been developed 
to improve the ionization of nonpolar and less polar compounds.      
1.3 Desorption atmospheric pressure photoionization 
(DAPPI) 
DAPPI is an ambient ionization method, introduced in 2007, which relies 
on photoionization.[12] Desorption of analytes is achieved with a heated jet 
of spray solvent and nebulizer gas, mixed and delivered by a heated 
microchip.[85] The  desorption  is  believed  to  be  mainly  thermal  in  nature,  
while the primary function of the spray solvent is in the ionization, taking 
place in gas phase and initiated by a vacuum ultraviolet (VUV) lamp 
placed above the sample (Figure 3).[12,86] The photons (of 10-eV energy 
with  a  minor  amount  of  10.6  eV)  emitted  by  the  VUV  lamp  ionize  the  
solvent, which is chosen to have ionization energy (IE) below the photon 
energy (10 eV). This produces positively charged radical cations of the 
solvent  molecules  and  thermal  electrons  (Scheme  1,  reaction  1).  The  
subsequent reactions, similar to those in APPI,[87] can produce positive 
and negative ions simultaneously, and the voltages of the mass 
spectrometer then determine which ions are analyzed (as in DIOS). 
In positive ion DAPPI, analytes with IE lower than 10 eV can be 
photoionized directly (Scheme 1, reaction 2),[88] though it is more likely 
that the solvent radical cations, which are present in high abundance, will 
ionize the analytes either by charge exchange (Scheme 1, reaction 3) if the 
IE  of  the  analyte  is  lower  than  that  of  the  solvent  or  by  proton  transfer  
(Scheme 1,  reaction  4)  if  the  PA of  the  analyte  is  higher  than  that  of  the  
deprotonated solvent radical cation.[86] Alternatively, the spray solvent 
may form protonated reagent molecules, which can react with the analyte 
by proton transfer (Scheme 1, reaction 5) if the PA of the analyte is higher 
than that of the solvent molecule. However, all the ionization reactions 
(Scheme  1)  may  be  affected  by  the  formation  of  solvent  clusters,  whose  
gas-phase thermodynamic properties differ from those of the monomers; 
for example, IEs are lower[89] and PAs are higher.[90,91] 
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Figure 3 Scheme of the DAPPI setup. 
In negative ion DAPPI, the thermal electrons released from the solvent 
molecules[86,92] (or possibly from metal surfaces of the ion source[93]) 
during  the  photoionization  are  captured  by  compounds  with  positive  EA 
(Scheme 1, reaction 6). Oxygen, which has positive EA (0.45 eV),[94] is 
always  present  in  DAPPI  and  forms  a  superoxide  ion  O2-· (Scheme 1, 
reaction 7), which can ionize the analytes via charge exchange (Scheme 1, 
reaction 8) if the EA of the analyte is higher than that of oxygen.[86,92] The 
superoxide ion is a relatively strong gas-phase base (gas-phase acidity of 
HO2· is 1451 kJ mol-1),[94] and can also deprotonate analytes of higher gas-
phase acidities (Scheme 1, reaction 9). In addition, oxidation reactions 
have been reported in negative ion DAPPI,[86] similar to those in 
APPI.[90,92,93,95] 
 
 
S + hn → S+· + e-         if IE(S) < hn  (1) 
M + hn → M+· + e-               IE(M) < hn  (2) 
M + S+· → M+· + S  IE(M) < IE(S)  (3) 
M + S+· → [M+H]+ + [S-H] · PA(M) > PA([S-H] ·) (4) 
M + [S+H]+ → [M+H]+ + S  PA(M) > PA(S) (5) 
M + e- → M-·  EA(M) > 0  (6) 
O2 + e- → O2-·    (7) 
M + O2-· → M-· + O2  EA(M) > EA(O2) (8) 
M + O2-· → [M-H]- + HO2·    DGacid(M) < DGacid (HO2·) (9) 
Scheme 1 Possible ionization reactions in DAPPI. M = analyte molecule, S = solvent 
molecule, DGacid = gas-phase acidity; hn indicates the energy of a photon. 
It  is  thus  possible  to  ionize  analytes  of  low PA (in  positive  ion  mode)  or  
low gas-phase  acidity  (in  negative  ion  mode)  via  charge  exchange  if  they  
have  low enough IEs  (in  positive  ion  mode)  or  positive  EAs  (in  negative  
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ion mode). Nonpolar and neutral compounds, which are not ionized by 
DESI, can be efficiently ionized by DAPPI.[17]  
The most used solvents in DAPPI include toluene, anisole, and 
acetone.[12,86] Toluene and anisole form radical cations, which can react 
with analytes via both charge exchange and proton transfer. Acetone, on 
the other hand, forms only protonated reactant molecules and can react 
with the analytes only by proton transfer.[86] 
As in DESI, bulky solid samples can be placed on any kind of mount, 
and  the  optimal  surfaces  for  liquid  samples  are  polymers  PMMA  and  
PTFE.[86] In  DAPPI,  however,  the  suitability  of  PMMA  and  PTFE  is  
attributable mainly to their low thermal conductivity: thermal 
confinement allows the heated jet of solvent and nebulizer gas to heat the 
sample spot efficiently. Again, the hydrophobic nature of these polymer 
surfaces provides confinement of aqueous samples and thereby efficient 
sampling. 
DAPPI has been studied mainly in forensic[96-98] and 
environmental[17,99,100] applications, but it has also shown promise in lipid 
analysis.[101] Active ingredients have been directly analyzed in tablets,[12,96] 
blotter paper,[96] plants,[96,101] circuit board, and orange peel.[17] Imaging 
with  DAPPI  has  been  performed  for  a  plant  leaf  and  mouse  brain  
tissue,[101] though the demonstrated spatial resolution was poor (1 mm) 
due  to  a  large  thermal  desorption  area.  The  thermal  vaporization  step  is  
also likely to limit the compound range of DAPPI to small (<1000 Da) and 
thermostable analytes. Unlike DIOS and DESI, DAPPI is not commerially 
available at present.  
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2 AIM OF THE STUDY 
The aim of the research was to develop and evaluate rapid DI-MS 
methods—DIOS, DESI, and DAPPI—for bio- and pharmaceutical analysis. 
New and improved sampling surfaces for DIOS-MS analysis were sought 
by developing a simple, low-cost method for their fabrication. The 
capabilities  of  the  newly  introduced  ambient  MS  method  DAPPI  were  
investigated in the analysis of lipids and drugs of abuse in standard, 
spiked, and authentic pharmaceutical and biological samples, and the 
method was compared with DESI. 
 
More specifically, the objectives of the study were 
 
 
- to develop a new, rapid, simple, and low-cost AP method for 
localized chemical surface modifications of silicon to be used as 
improved sample substrates in DIOS-MS (I) 
- to develop a new, rapid, simple, and low-cost AP method for 
fabricating DIOS-MS substrates (II) 
- to study the performance of DAPPI and DESI in the analysis of 
lipids in standard samples and pharmaceutical and food products 
(III) 
- to evaluate the performance of DAPPI and DESI in rapid direct 
analysis of drugs in urine by using standard samples, spiked urine, 
and authentic urine samples (IV) 
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3 EXPERIMENTAL 
This section briefly describes the analytes, materials, samples, 
instrumentation, and experimental setups used in the study. Details of the 
experimental conditions and the chemicals can be found in the original 
publications I-IV. 
3.1 Analytes, materials, and samples 
The structures of the studied compounds are presented in Figure 4. 
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Figure 4 Structures and monoisotopic molecular masses of the analytes. 
Silicon wafers were purchased from University Wafer (Boston, MA). Black 
silicon (needle diameter ~100 nm, needle height ~2 µm) and micropillar 
silicon (pillar diameter ~9 µm, pillar height ~10 µm) structures 
(Publication I) were fabricated on the wafers by deep reactive ion etching 
as described in reference 23.  Nanoporous silicon (pore diameter 50-200 
nm, pore depth 100-200 nm) (Publication II) was fabricated by 
electrochemical  etching  as  reported  in  reference  22.  PMMA  and  PTFE  
(Publications III and IV) were from Vink Finland (Kerava, Finland).  
The  drugs,  amino  acid,  and  peptides  (Publications  II  and  IV)  were  
dissolved in water, ethanol, methanol, or water-methanol 50:50 (v/v), 
and further diluted in water-methanol 50:50 (v/v). Verapamil 
(Publication I) was dissolved in methanol and further diluted in water. 
The lipids (Publication III) were dissolved in chloroform-methanol 90:10 
(v/v), dichloromethane-methanol  90:10  (v/v),  or  methanol  and  then  
further diluted in dichloromethane-methanol 50:50 (v/v). 
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Nutriway Omega-3 Complex capsules (Nutriway, Ada, MI) contained 
1000 mg of fish oil with 180 mg of eicosapentaenoic acid (EPA) and 120 
mg of docosahexaenoic acid (DHA). Equiday capsules (Algol Pharma, 
Espoo, Finland) contained 200 mg of D-a-tocopherol. The oil was taken 
through  the  gelatin  coating  of  the  capsules  with  a  syringe  needle  and  
injected onto a sheet of office paper. Butter (Valio, Finland) was likewise 
spread on a sheet of office paper.  
Blank urine and forensic post mortem urine samples were obtained 
from the Department of Forensic Medicine (Hjelt Institute, University of 
Helsinki). The pretreatment of the post mortem samples consisted of 
hydrolysis with b-glucuronidase overnight at 37 °C and extraction with 
Isolute HCX-5 mixed-mode solid-phase extraction cartridges 
(International Sorbent Technology, Hengoed, U.K.) as described in 
reference 102.  
3.2 Instrumentation 
Comercially available instruments and equipment used in the study are 
presented in Table 1.  
 
Table 1. Instruments and equipment used in the study. DC is direct current. 
Instruments and equipment Manufacturer Publication 
High-voltage DC supply Spellman, Pulborough, West Sussex, UK I, II 
Microflex MALDI-TOF mass spectrometer with a 
nitrogen laser (337 nm, 5 Hz) Bruker Daltonics, Bremen, Germany  I 
Ion trap LC/MS 6330 mass spectrometer Agilent Technologies, Santa Clara, CA II 
AP-MALDI ion source with a nitrogen laser  
(337 nm, 10 Hz) MassTech, Columbia, MD II 
Esquire 3000+ ion trap mass spectrometer Bruker Daltonics, Bremen, Germany II 
Nanospray stand Proxeon Biosystems A/S, Odense, Denmark III, IV 
Capillary extension Agilent Technologies, Santa Clara, CA III, IV 
DC krypton discharge VUV lamp Heraeus Noblelight, Cambridge, UK III, IV 
Mass flow controller (GCF17) Aalborg, Orangeburg, NY III, IV 
Nanospray stand Proxeon Biosystems A/S, Odense, Denmark III, IV 
DC power supply 
Thurlby-Thandar Instruments Ltd., 
Huntingdon, UK III, IV 
Xyz stages Proxeon Biosystems A/S, Odense, Denmark I - IV 
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3.3 Surface modifications of silicon 
3.3.1 Trichloro(octadecyl)silane (ODS) coating 
For the preparation of trichloro(octadecyl)silane (ODS) coatings, black 
silicon plates were immersed in a 3% (v/v) solution of ODS in toluene 
under an argon atmosphere. After 1 h at room temperature, the plates 
were removed from the solution and rinsed with toluene, cured at 120 °C 
(for condensation of unreacted silanol groups), and washed with toluene 
and methanol in an ultrasonic bath. 
3.3.2 Electric discharge treatment 
The discharge tip (a 50-µm-diameter platinum wire or a steel needle with 
a  tip  of  90-µm  diameter)  was  connected  to  a  high  voltage  direct  current  
(DC) supply through a 470-MW resistor and set at the desired distance 
(20-1000 µm) from a grounded silicon plate (planar, black, or micropillar 
silicon) (Figure 5). A continuous, visible discharge was formed between 
the tip and the surface. The current was kept constant at the desired value 
(0.1-3  µA  for  removal  of  the  ODS  coating  and  0.1-20  µA  for  surface  
roughening), and the tip was either held stationary or moved over the 
surface with a computer-controlled xyz stage. 
 
Figure 5 Scheme of the electric discharge setup and a micrograph of the discharge from 
the steel needle. R = resistor, HV = high voltage. 
3.4 Mass spectrometry 
3.4.1 DIOS-MS 
DIOS mass spectra were measured from the black silicon surfaces with a 
Microflex MALDI-TOF mass spectrometer (Publication I). The samples (2 
x 0.2 µL) were applied to the sample spots and left to dry. 
DIOS mass spectra were recorded from the pSi and discharge-created 
nanocluster silicon (NCSi) surfaces with an Agilent 6330 ion trap LC/MS 
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mass spectrometer equipped with an AP-MALDI ion source with capillary 
extension to the mass spectrometer (Publication II) (Figure 1). Samples of 
0.1 µL were applied to the sample spots and left to dry. The parameters of 
the mass spectrometer and the laser were optimized for each analyte. 
3.4.2 DESI-MS 
The  DESI  mass  spectra  were  measured  with  an  Esquire  3000+  ion  trap  
mass spectrometer. A nanospray stand was attached in place of the 
conventional ion source and a capillary extension in place of the spray 
shield. The in-house built DESI ion source, consisting of a grounded 
solvent delivery line and a coaxial line for the nebulizer gas, was housed in 
the  nanospray  stand  (Figure  2).  The  positions  of  the  sprayer  and  the  
sample were adjusted with xyz stages. The sample (1 µL) was applied to a 
PTFE surface and left to dry. The parameters of the mass spectrometer 
and DESI were optimized for each analyte (Publication III) or mixture of 
analytes (Publication IV). 
3.4.3 DAPPI-MS 
The DAPPI mass spectra were measured with an Esquire 3000+ ion trap 
mass spectrometer equipped with the same nanospray stand and capillary 
extension  as  in  the  DESI  measurements.  The  in-house  built  DAPPI  ion  
source consisted of a microchip,[85] heated with a DC power supply, for 
delivering  solvent  and  nebulizer  gas  (through  a  flow  controller)  and  a  
krypton discharge VUV lamp emitting photons of 10.0 eV and a minor 
amount of 10.6 eV energy (Figure 3). The positions of the microchip and 
the sample were adjusted with xyz stages. PTFE surface was used for lipid 
samples and PMMA surface for drug and urine samples. Samples of 1 µL 
were  applied  to  the  surface  and  left  to  dry.  The  parameters  of  the  mass  
spectrometer and DAPPI were optimized for each analyte (Publication III) 
or mixture of analytes (Publication IV). 
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4 RESULTS AND DISCUSSION 
The main results of the study are shortly presented in this section. Details 
can be found in the original publications I-IV. 
4.1 DIOS-MS 
Publications I and II describe an electric discharge method developed for 
rapid, simple, and low-cost surface modifications of silicon in AP air. The 
method was utilized in two applications: chemical modification of black 
silicon DIOS surfaces to provide improved sample handling (I) and simple 
and efficient fabrication of roughened planar silicon surfaces to be used as 
a new DIOS surface (II).  
4.1.1 Surface modifications of silicon by electric discharge method 
A  micro-scale  discharge  was  utilized  to  modify  surfaces  locally,  only  in  
areas exposed to the discharge tip. Miniaturized discharges have attracted 
wide interest in material processing at AP because of their better stability 
as compared with macroscopic discharges.[103] The discharge tip was held 
20-1000 µm above the surface. This noncontact approach enabled the 
modification of planar as well as textured surfaces, such as micropillar and 
black silicon. The discharge was held stationary or moved over the surface 
with the help of a computer-controlled, motorized xyz stage. 
For the sample handling applications (chemically modified sample 
substrates),  first  a  hydrophobic  ODS  SAM  containing  a  C18 chain  was  
formed on  the  silicon  surface.  Short  exposure  (~1  second) to the electric 
discharge removed the SAM from the exposed areas revealing the 
underlying hydrophilic silicon oxide surface (Figure 6). The oxide surface 
was not damaged by the discharge. With rapid scanning of the surface 
with  the  discharge  the  minimum  line  width  achieved  was  50  µm  
(parameters: speed 5 mm s-1, distance 20 µm, current 1 µA, and platinum 
tip 50 µm diameter).  In  this  way,  various  hydrophilic  patterns  could  be  
“drawn” on the hydrophobic, ODS-coated surface. Short (1 s), static 
exposure of an ODS-coated black silicon surface to the discharge resulted 
in  round  hydrophilic  spots  with  a  diameter  of  ~100  µm  (parameters:  
distance 50 µm, current 1 µA, and platinum tip 50 µm diameter). Since the 
exposed silicon oxide surface was hydrophilic and the surrounding ODS 
SAM hydrophobic, the patterned hydrophilic/hydrophobic surface 
chemistry provided a way to control the spreading of aqueous solutions on 
the surface. The hydrophilic/hydrophobic surface patterns were utilized in 
surface-guided microfluidic channels for aqueous solutions (Figure 6, 
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details in Publication I) and for confinement of aqueous samples on 
surfaces  (as  described  in  section  4.1.2).  Besides  ODS,  also  other  kinds  of  
silane SAM were applied and then removed by the electric discharge 
method;  moreover,  various  kinds  of  silanes  were  attached  to  the  
discharge-treated areas (backfilling) to give surfaces consisting of two 
different SAMs.  
 
Figure 6 Left: scheme of the electric discharge treatment of hydrophobic ODS SAM on 
hydrophilic silicon-silicon oxide (side view, not to scale). Right: micrograph of a 
discharge-treated ODS SAM-coated silicon micropillar ESI chip[104] (top view). 
Aqueous solution spreads only in the hydrophilic discharge-treated area defined 
by the surface chemistry. The spray formed at the tip of the ESI chip is created 
by the electric field applied between the chip and the mass spectrometer 
(similarly to DESI). 
Longer exposure (>10 seconds) of a planar silicon surface to the electric 
discharge resulted in the formation of a nanocluster silicon (NCSi) surface 
consisting of oxidized silicon nanoclusters 50-200 nm in diameter. Figure 
7  shows  the  effects  of  exposure  time  and  discharge  current  on  the  NCSi  
structures. Adequate cluster formation was achieved with 1 µA current in 
30  seconds.  Higher  currents  or  longer  exposure  times  resulted  in  
increased numbers of clusters per surface area but also a more irregular 
distribution of the clusters. Above 30 µA current, the discharge became 
unstable. The minimum size of the NCSi spot was 90 µm, determined by 
the discharge tip (steel needle). The  thickness  of  the  NCSi  layer  was  
several  hundred  nanometers  as  defined  with  SEM of  the  cross  section  of  
the nanoclustered spot. However, the measurement could be inaccurate 
since it was difficult to accurately cut the NCSi spot from the center, and 
the nanoclusters appeared to break off from the surface when the spot was 
cut  in  half.  Any  desired  shape  of  the  NCSi  areas,  such  as  1  mm  x  1  mm  
squares,  could  be  produced  by  slowly  (25–500  µm  s-1)  moving  the  
discharge over the surface.  
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Figure 7 SEM images of NCSi surfaces showing the effects on the NCSi surface 
structure of exposure time with 1 µA discharge current (top row) and of 
discharge current with 30 s exposure time (bottom row). 
The formation of nanoclusters could involve melting due to the high 
temperatures in the discharge, as in electric discharge machining 
(EDM).[105,106] Similarly,  the  removal  of  the  ODS  SAM  could  involve  
thermal  degradation  since  ODS  SAM  reportedly  decomposes  totally  at  
~400 °C.[107] Surface bombardment with positive ions, electrochemical 
reactions, and UV light generation in the discharge may also contribute to 
the removal of the ODS SAM. 
4.1.2 Surface modifications for sample concentration in DIOS-MS 
Hydrophilic sample spots (diameter ~100 µm) fabricated on ODS-coated 
black silicon surface by electric discharge method, as presented above, 
were used to concentrate aqueous samples into a defined area. Rather 
than spreading uncontrollably, samples were effectively confined into 
small hydrophilic spots. In this way, the unpredictable and 
inhomogeneous spreading of the analyte on the surface can be avoided. 
The amount of ions generated in each laser shot is increased, and thereby 
the sensitivity enhanced.[108] The effect of sample confinement on the 
signal intensity was investigated with three different concentrations (100 
nM, 500 nM, and 10 µM) of the drug verapamil in aqueous solution. This 
corresponded to 40 fmol, 200 fmol, and 4 pmol on the surface. The 
discharge-treated hydrophilic/hydrophobic black silicon surface was 
compared with a hydrophilic oxidized black silicon surface and a 
hydrophobic hydride-terminated black silicon surface. Scheme 2 presents 
the combined DIOS-MS signal intensities of verapamil [M+H]+ and its 
two abundant fragment ions [M-C9H11O2]+ and [M-C17H24O2N2]+, which 
are typically formed in vacuum-DIOS, from these three surfaces. The 
DIOS mass spectra revealed a 5- to 25-fold increase in verapamil signal 
intensity from the discharge-treated surface relative to the nontreated 
hydrophilic surface and a 10- to 25-fold increase relative to the nontreated 
hydrophobic  surface.  Successful  concentration  of  the  sample  on  the  
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discharge-treated surface can be concluded. Since the analyte was more 
evenly distributed on the sample spot, the repeatability was enhanced as 
well: relative standard deviation (RSD) of the signal intensity was 23% 
from  the  discharge-treated  surface  as  compared  with  54%  from  the  
hydrophilic surface and 71% from the hydrophobic surface. The analysis 
was also faster from discharge-treated surfaces than from the nontreated 
surfaces,  since  there  was  no  need  to  search  with  the  laser  beam  for  the  
sweet spots of the analytes.  
 
Scheme 2 Effects of sample concentration and type of black silicon surface on signal 
intensity of verapamil measured by DIOS-MS. The signal intensity is 
presented for three different concentrations of aqueous verapamil solution on 
a discharge-treated (DT), a hydrophilic (HPL) reference, and a hydrophobic 
(HPB) reference black silicon surface.  
Sample  concentration  on  modified  surfaces  has  been  pursued  in  laser  
induced DI-MS, mainly MALDI, by several different approaches, as 
thoroughly  reviewed  by  Urban  et  al.[108] Hydrophobic  surfaces  are  
commonly employed, and exploited also in DIOS.[46] However, the 
accurate pipetting of small volumes of aqueous samples onto surfaces of 
high hydrophobicity is difficult. If hydrophobic surfaces are modified with 
hydrophilic patterns, the pipetting of aqueous samples is greatly facilitated 
and the deposition area of the sample can be accurately defined. 
Hydrophilic/hydrophobic surface modifications, in the form of 
commercially available AnchorChips™, are routinely employed in 
MALDI.[109] These rely on hydrophilic gold spots on a hydrophobic PTFE 
coating on a stainless steel support. Sample handling with modified 
hydrophilic/hydrophobic surfaces has also been demonstrated on 
nanopillar silicon.[110] The flower-shaped hydrophilic patterns were 
prepared by fluorpolymer coating, photolithography (with a mask), and 
oxygen plasma treatment.[111]  
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Use of SAMs and their local modification with electric discharge offers 
a very convenient means to fabricate hydrophilic/hydrophobic patterns on 
silicon. Surface modification of miniature areas with SAMs is an active 
area of research in surface science.[112] Methods include microcontact 
printing (µCP),[113] dip-pen nanolithography (DPN),[114] patterning with 
energetic beams (photons, electrons, atoms, ions),[115-118] and scanning 
probe lithography (SPL).[119] µCP  is  a  rapid  and  simple  technique  which  
can be applied to curved substrates,[120] but as a contact stamping method 
it does not tolerate textured surfaces. DPN and SPL are high-resolution 
techniques but neither can handle high-relief structures. In addition, both 
are slow in scanning large areas and require expensive equipment. 
Bombardment with energetic beams can be relatively fast and is better 
suited for textured surfaces. However, masks, complex setups, special 
equipment, or vacuum environments are often required. The electric 
discharge method is simple and rapid by comparison, and enables 
fabrication of multiple sample spots (or other patterns) over a whole wafer 
without the need of masks.  
The hydrophilic/hydrophobic surface modifications for DIOS-MS that 
have been presented here are only suitable for concentrating polar 
analytes that can be dissolved in polar solvents. Drugs and biomolecules 
typically fall into this category. Filling the discharge-treated area with 
another SAM opens the way to more complex applications: sample 
purification on a surface, for example. Oxidative modification of SAM 
head  groups  through  adjustment  of  the  electric  current,  as  done  in  
SPL,[121] would probably provide another simple way to obtain different 
functionalities and further chemical reactions on the surface. 
4.1.3 Nanocluster silicon (NCSi) as a DIOS-MS surface 
The ability of NCSi to serve as a DIOS-MS sample surface was studied 
with the drugs verapamil, propranolol, and diazepam, the amino acid 
histidine, and the peptides angiotensin II, substance P, and melittin as 
model compounds. Since the diameter of a single nanoclustered spot was 
~90 µm, which is less than the diameter of the laser beam that was used, 
larger  sample  areas  (1  mm  x  1  mm)  of  NCSi  were  prepared  for  these  
experiments, as described above (section 4.1.1). The performance of NCSi 
as a DIOS surface was compared with the performance of pSi fabricated by 
electrochemical etching in HF.[22]  
The mass and product ion spectra of the analytes, as well as the 
background spectra, were similar for the NCSi and for pSi surfaces. Figure 
8 presents the DIOS mass spectra of verapamil measured from the NCSi 
and pSi surfaces. The smaller test compounds histidine, propranolol, 
diazepam, and verapamil and the peptides angiotensin II and substance P 
were efficiently desorbed and ionized from both surfaces. Abundant 
protonated molecules were formed with minimal or no fragmentation. In 
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the  mass  spectra  of  the  peptides,  substance  P  as  an  example,  ions  
[M+Na]+ and [M+K]+ were  seen  in  addition  to  [M+H]+ (Figure  9).  The  
higher  molecular  weight  peptide  melittin  (2.8  kDa)  was  not  detected  on  
either surface, indicating decreased desorption/ionization efficiency for 
larger  molecules  (>1.5  kDa).  The  same was  reported  earlier  with  pSi.[122] 
The failure of lasers to desorb and ionize large molecules from 
nanostructured  silicon  surfaces  may  be  the  result  of  too  low  surface  
temperatures for effective desorption.[30] 
 
Figure 8 DIOS mass spectra of 100 fmol (1 µM) of verapamil measured from NCSi (left) 
and pSi (right) surfaces. 
 
Figure 9 DIOS mass spectrum of 10 pmol (100 µM) of substance P measured from NCSi 
surface. 
Limits of detection (LODs) were measured for verapamil, propranolol, 
diazepam,  and  angiotensin  II  from  NCSi  and  pSi  surfaces  in  MS  and  
MS/MS modes. For all four compounds, the LODs were the same on the 
two surfaces (Table 2). The LODs were between 1 and 100 fmol in MS 
mode and between 100 amol and 100 fmol in MS/MS mode, indicating 
good sensivitity.  
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Table 2. LODs (signal-to-noise ratio, S/N > 3) for drugs and peptides measured by 
DIOS-MS and MS/MS. 
 DIOS-MS DIOS-MS/MS 
 From NCSi 
(fmol) 
From pSi 
(fmol) 
From NCSi 
(fmol) 
From pSi 
(fmol) 
Verapamil 1 1 0.1 0.1 
Propranolol 100 100 10 10 
Diazepam 10 10 10 10 
Angiotensin II 100 100 100  100  
 
The RSD of the [M+H]+ signal intensity of verapamil was 44% measured 
from the NCSi surface and 36% from the pSi surface. While the 
repeatability from the two surfaces was thus similar, the signal duration 
was  different.  When  the  laser  was  directed  at  one  fixed  point  on  the  
surface, the signal intensity of verapamil [M+H]+ had  decreased  by  50% 
after  ~20  seconds  of  irradiation  on  the  NCSi  surface  (Figure  10)  and  by  
50%  after  ~50  seconds  of  irradiation  on  the  pSi  surface.  It  has  been  
proposed that the pores on pSi act as reservoirs for the analytes and/or 
proton donor molecules, such as water or methanol,[33] resupplying the 
surface with the analyte after the laser pulse.[28] 
 
Figure 10 Duration of the DIOS-MS signal of verapamil [M+H]+ (100 fmol, 1 µM) measured 
from NCSi and pSi surfaces. 
The results show that the performance of NCSi surfaces in terms of signal 
intensity, S/N, sensitivity, repeatability, and fragmentation is comparable 
to  the  performance  of  pSi  surfaces.  Like  pSi,  NCSi  surfaces  have  the  
properties necessary for efficient desorption/ionization in DIOS-MS. The 
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advantage of the NCSi surface is the easy fabrication, requiring only a 
high-voltage supply and a discharge needle. The fabrication of pSi, by 
comparison, involves an elaborate setup including strongly corrosive HF, 
ethanol, two light sources, an optical filter, an HF-resistant polymer mask 
and an electrochemical cell, electrodes, and a power supply.[22] Within the 
total fabrication time (including mask alignment, assembling the 
electrochemical cell, and etching) of 15–20 minutes, however, multiple pSi 
sample areas can be formed simultaneously, whereas the same time is 
needed to fabricate a single NCSi sample area (1 mm x 1 mm). The NCSi 
fabrication could be speeded up through use of multiple discharge tips. A 
further benefit of NCSi fabrication is that electric discharge offers versatile 
area definition without masks. 
 
4.2 DESI-MS and DAPPI-MS 
Publications III and IV examined the feasibility of DESI and DAPPI in the 
analysis of various lipids (fatty acids, fat-soluble vitamins, triacylglycerols, 
steroids, phospho- and sphingolipids) and in the direct analysis of drugs 
of abuse (benzodiazepines and opioids) in urine. 
4.2.1 Desorption and ionization of lipids 
Desorption and ionization of lipids of different polarities, acid-base 
properties,  degree of  unsaturation,  and molecular weights was studied in 
positive and negative ion DESI and DAPPI with different spray solvents. 
Palmitic acid and linoleic acid represent fatty acids (saturated and 
unsaturated, respectively), a-tocopherol (vitamin E) and phylloquinone 
(vitamin K1) fat-soluble vitamins, and tributyrin (small, saturated) and 
trilinolenin (large, unsaturated) triacylglycerols. Di-18:1-PC (unsaturated), 
di-14:0-PE (saturated), di-14:0-PS (saturated), and 16:0/18:1-PI 
(unsaturated) represent different phospholipid classes, while 18:1-SM is a 
sphingolipid. The structures and molecular weights of the lipids can be 
found in Figure 4. 
Varying with the spray solvent, the lipids typically formed multiple 
different ions with both DESI and DAPPI, as specified in sections 4.2.1.1 
and 4.2.1.2 below. Detailed tables of the formed ions can be found in the 
Supporting Information of Publication III. The spray solvents studied are 
presented in Table 3. For brevity, the DESI spray solvents are referred to 
in the text by their Arabic numerals (1-6).  
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Table 3. Spray solvents studied in the analysis of lipids by DESI-MS (spray solvent 
abbreviation number in parenthesis) and DAPPI-MS. 
Spray solvent Method 
Methanol DESI (1) 
Water-methanol 50:50 DESI (2) 
Water-methanol 50:50 + 0.1% acetic acid DESI (3) 
Water-methanol 50:50 + 0.1% ammonium acetate DESI (4) 
Water-methanol 50:50 + 0.1% ammonium hydroxide DESI (5) 
Methanol-dichloromethane + 0.1% acetic acid DESI (6) 
Toluene DAPPI 
Anisole DAPPI 
Chlorobenzene DAPPI 
Acetone DAPPI 
 
PTFE,  PMMA,  and  glass  were  tested  as  sample  surfaces  for  the  lipids  in  
methanol-dichloromethane (50:50) solution. The sample solution spread 
widely  on  the  PMMA and glass  surfaces,  but  the  spreading  was  minimal  
on  PTFE,  which  also  (and  probably  mostly  for  that  reason)  provided  
highest  signal  intensities  with  both  DESI  and  DAPPI.  The  PTFE  surface  
was chosen for further measurements of the lipids.  
4.2.1.1 DESI 
With DESI, the lipids containing ionizable groups (fatty acids, a-
tocopherol, phospho- and sphingolipids) were most likely ionized by 
common ESI mechanisms, ion evaporation[63,64] or charge residue[65] 
processes. In positive ion DESI, zwitterionic di-18:1-PC, di-14:0-PE, and 
18:1-SM  were  efficiently  protonated.  Spray  solvents  1  and  2  also  formed  
[M+Na]+ (Figure 11A), but the solvents containing acetic acid, ammonium 
acetate, or ammonium hydroxide (solvents 3-6) formed only [M+H]+, 
without adduct ions, and the interpretation of the spectra was thus 
simplified (Figure 11B). The formation of oxidation products with these 
solvents could be a problem, however, as discussed below. 
In negative ion mode, the acidic lipids palmitic acid, linoleic acid 
(Figure 11C), a-tocopherol, di-14:0-PS, and 16:0/18:2-PI and zwitterionic 
di-14:0-PE formed [M-H]- with  all  the  spray  solvents.  The  formation  of  
[M+acetate]- ions  (with  spray  solvents  3  and  4)  and  [M+Cl]- ions (with 
spray solvent 6) in negative ion DESI could be exploited in the detection of 
di-18:1-PC and 18:1-SM, which both contain a quaternary ammonium 
group. 
The neutral lipids, lacking ionizable groups, were most likely ionized by 
gas-phase proton transfer reactions or adduct ion formation.[66,123] 
Analytes having higher PA than the gas-phase reactant species derived 
from the spray solvent can be efficiently ionized by gas-phase proton 
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transfer reactions.[67] Testosterone  has  a  high  PA  (calculated  926  
kJ/mol)[40] and was efficiently ionized by proton transfer with all the spray 
solvents. Ion [M+Na]+ was formed with spray solvents 1 and 2, but as with 
the phospho- and sphingolipids, much less or not at all with spray solvents 
3-6. This simplified the spectra. Nonpolar, low PA cholesterol was not 
detected with any of the spray solvents. The nonpolar vitamins had 
sufficiently high PAs to form [M+H]+ but, in addition, [M-H]+ ions, which 
were probably formed through the loss of hydrogen from [M+H]+ (Figure 
11D). The triacylglycerols had insufficient PAs for proton transfer reaction, 
but they were ionized via ammonium adduct or sodium adduct formation, 
as  in  ESI.[124] The addition of ammonium acetate (solvent 4) or 
ammonium hydroxide (solvent 5) to the spray solvent favored the 
formation of [M+NH4]+ instead  of  [M+Na]+, simplifying the spectra 
(Figure 11E). In addition, fragment ion [M-87]+ was formed from 
tributyrin through the loss of one fatty acid chain, as is typical of saturated 
triacylglycerols with DESI.[18] 
Abundant oxidation products ([M-Hx+Oy], [M+Oy], or [M+Hx+Oy]) 
were  observed  for  the  vitamins  and  some  of  the  phospho-  and  
sphingolipids  in  both  positive  and  negative  ion  DESI,  and  to  a  lesser  
extent for trilinolenin in positive ion mode and linoleic acid in negative ion 
mode. Most of these compounds contain double bonds. The aqueous spray 
solvents containing acetic acid (solvent 3), ammonium hydroxide (solvent 
5), and especially ammonium acetate (solvent 4) promoted extensive 
oxidation as compared with the other spray solvents. Previous studies 
reporting oxidation in DESI have attributed this to a reaction of the 
analyte with reactive oxygen species created in gas phase by a discharge 
process or in the spray solvent by an electrochemical process.[71,72] Our 
results  are  in  agreement  with  an  earlier  report  of  enhanced  oxidation  of  
analytes when ammonium acetate is present in the spray solvent.[71] The 
greater formation of reactive oxygen species was attributed to the 
increased  conductivity  of  the  solution  and  therefore  increased  spray  
current. As was demonstrated in this work, undesired oxidation reactions 
can be minimized or avoided by using solvents without additives, such as 
pure methanol or water-methanol (50:50). Oxidation reactions can also 
be exploited, for example, for assigning double bond positions.[125]  
The most polar lipids testosterone, tributyrin, and the phospho- and 
sphingolipids  were  clearly  detected  by  DESI  in  10  µM  samples  
(corresponding to 10 pmol on the surface)—the sensitivity of DESI for the 
other  lipids  was  poorer  and  sample  concentration  was  increased  to  100  
µM (100 pmol).  
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Figure 11 DESI (left) and DAPPI (right) mass spectra of selected lipids. Spray solvents: A) 
methanol (solvent 1), B-E) water-methanol 50:50 + 0.1% ammonium acetate 
(solvent 4), F) toluene, G-H) anisole, and I) toluene. BG = ion from background, 
FA = fatty acid. 
4.2.1.2 DAPPI 
The desorption of analytes in DAPPI is believed to occur mainly thermally 
by the action of hot solvent vapor.[12,86] Thermal desorption is supported 
here by the observation that the larger and less volatile molecules—
trilinolenin and the phospho- and sphingolipids—required higher 
microchip heating power (7 W) (corresponding to higher desorption 
temperature)  than  did  the  smaller  molecules  (4.5  W).  The  phospho-  and  
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sphingolipids  were  also  extensively  fragmented  in  both  positive  and  
negative ion DAPPI, likely because of thermal degradation (Figure 11F).  
Except for the phospho- and sphingolipids, positive ion DAPPI spectra 
of the studied lipids showed abundant [M+H]+,  M+·,  or  [M-H]+ ions. 
Toluene and chlorobenzene, which have relatively low PAs (Table 4), were 
able to protonate a wider range of lipids than anisole and acetone. 
Halogenated benzenes, which feature high IE (and stable photoions), have 
been utilized in APPI to enhance the charge exchange reaction for 
nonpolar compounds.[126] In this study, however, chlorobenzene provided 
no improvement in the charge exchange reaction of nonpolar lipids. 
 
Table 4. Properties of the DAPPI spray solvents and other gas-phase species.[94] 
Compound PA (kJ mol-1) IE (eV) DGacid (kJ mol-1) EA (eV) 
Toluene 784 8.8 1567  
Anisole 840 8.2 1648  
Chlorobenzene 753 9.1   
Acetone 812 9.7 1515  
Oxygen 421 12.1  0.45 
HO2·   1451  
 
In contrast to DESI, in DAPPI the triacylglycerols formed [M+H]+ by 
proton transfer (except in one case), in agreement with previous APPI 
results.[127] Nonpolar, unsaturated trilinolenin also formed M+· by charge 
exchange with toluene and chlorobenzene but only M+· with anisole. 
Interestingly, the triacylglycerols additionally formed [M+NH4]+ ions—
tributyrin with all spray solvents and trilinolenin with acetone—even 
though  ammonia  was  not  added  to  the  solvent  system  (Figure  11I).  This  
indicates strong affinity of triacylglycerols for ammonium, present even in 
residual amounts in the system. As with DESI, and as expected with 
saturated triacylglycerols,[127,128] the  fragment  ion  [M-87]+ of tributyrin 
was also formed with DAPPI. With its low IE (6.7 eV),[129] nonpolar α-
tocopherol, like trilinolenin, was efficiently ionized by charge exchange 
reaction with toluene, anisole, and chlorobenzene producing M+· (Figure 
11H). Because acetone forms only protonated reagent molecules,[88] charge 
transfer is not possible, and instead α-tocopherol formed a [M-H]+ ion 
with  acetone.  The  IE  of  phylloquinone  is  too  high  for  charge  transfer  
reaction,[130] but  the  PA  (~839  kJ/mol)[131] is  high  enough  for  it  to  form  
[M+H]+ with  toluene  and  chlorobenzene.  The  high  PA  (calculated  926  
kJ/mol)[40] and  high  IE  (8.95  eV)[132] of  testosterone  allowed  it  be  
efficiently protonated with all the spray solvents. In contrast to the 
situation in DESI, nonpolar, low PA cholesterol was efficiently ionized by 
DAPPI, giving rise to typical fragment ions formed by the loss of a 
hydroxyl group.[133] In addition, a weak [M-H]+ ion was detected with 
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chlorobenzene, formed either by hydride abstraction or by loss of 
hydrogen from the protonated molecule. 
In negative ion DAPPI, the fatty acids (Figure 11G) and α-tocopherol, 
both with high gas-phase acidities, were efficiently ionized by proton 
transfer, forming [M-H]- with all the spray solvents. Nonpolar 
phylloquinone possesses positive EA[130] and was efficiently ionized by 
charge exchange or electron capture, producing M-· with all the spray 
solvents. 
Similar to DESI, DAPPI produced abundant oxidation products of the 
vitamins in both positive and negative ion modes and of testosterone in 
negative ion mode. These compounds all have conjugated double bonds in 
their structures. Neutral reactive radicals, such as atomic oxygen and 
hydroxyl radical, have been reported to form in APPI through the 
photolysis of O2 and H2O present in ambient air and in spray solvents.[95] 
These same radical species could be involved in the oxidation reactions in 
DAPPI. The vitamins were particularly susceptible to oxidation when they 
were ionized by proton transfer (or hydride abstraction) in positive and 
negative ion DESI and DAPPI. However, the oxidation was minimal when 
they were ionized via charge exchange to form radical cations (a-
tocopherol) or radical anions (phylloquinone) in DAPPI.  
Most of the lipids, including the nonpolar ones such as cholesterol and 
the vitamins, were efficiently ionized by DAPPI in 10 µM samples 
(corresponding  to  10  pmol  on  the  surface);  however,  DAPPI  provided  
good  sensitivity  only  for  lipids  that  could  be  effectively  vaporized  by  the  
hot  vapor.  Trilinolenin,  which  is  of  large  molecular  weight  and  is  less  
volatile, was only detected in a 100 µM sample (100 pmol), and the large 
and labile phospho- and sphingolipids were extensively fragmented. For 
the other lipids, however, DAPPI did not induce increased fragmentation 
relative to DESI.  
4.2.1.3 Analysis of lipids in pharmaceutical and food products by 
DESI-MS and DAPPI-MS  
The feasibility of DESI and DAPPI in direct identification of lipids without 
sample pretreatment was studied with pharmaceutical (fish oil capsules 
and a-tocopherol capsules) and food (butter) products. Fish oil capsules 
containing fatty acids EPA and DHA were analyzed by negative ion 
DESI-MS and DAPPI-MS. Deprotonated molecules of EPA and DHA 
were clearly detected in both DESI and DAPPI mass spectra (Figure 12A 
and B). a-Tocopherol  capsules  were  analyzed  by  positive  ion  DESI-MS 
and DAPPI-MS. A relatively weak signal of protonated a-tocopherol 
together with background signals was detected in the DESI mass spectrum 
(Figure 12C), but an abundant a-tocopherol radical cation without 
background disturbances was detected in the DAPPI mass spectrum 
(Figure 12D). Cholesterol in butter was identified by DAPPI-MS/MS by 
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measuring the product ion spectrum of the cholesterol fragment ion at 
m/z 369. The DAPPI spectrum from butter (Figure 13A) was identical with 
that measured from a cholesterol standard (10 µM, 10 pmol) (Figure 13B), 
confirming the capability of DAPPI for direct analysis of cholesterol in 
butter samples. With DESI, cholesterol was not detected in either the 
butter or the standard sample. 
 
Figure 12 Negative ion mass spectra of a fish oil capsule measured A) by DESI-MS with 
methanol (solvent 1) as the spray solvent and B) by DAPPI-MS with anisole as 
the spray solvent, and positive ion mass spectra of an a-tocopherol capsule 
measured C) by DESI-MS with water-methanol 50:50 + 0.1% ammonium 
acetate (solvent 4) as the spray solvent and D) by DAPPI-MS with toluene as 
the spray solvent. 
 
Figure 13 Product ion spectrum of m/z 369 measured A) from butter and B) from 
cholesterol standard (10 µM corresponding to 10 pmol) by positive ion 
DAPPI-MS with toluene as the spray solvent. 
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4.2.2 Direct analysis of drugs of abuse in urine 
4.2.2.1 Desorption and ionization of the drugs in solvent and urine 
matrices by DESI and DAPPI 
Desorption and ionization of benzodiazepines (nordiazepam, diazepam, 
oxazepam, and temazepam) and opioids (tramadol, morphine, codeine, 
and oxycodone) was first studied by DESI and DAPPI with different spray 
solvents for analytes in solvent and urine sample matrices. As all the drugs 
are basic, measurements were done in positive ion mode. 
In the DESI studies, seven different spray solvent compositions were 
investigated: water with 0.1% formic acid, water–methanol 50:50 (v/v), 
water–methanol  50:50  (v/v)  with  0.1%  formic  acid,  water–methanol  
10:90 (v/v), water–isopropanol 50:50 (v/v) with 0.1% formic acid, water–
isopropanol 50:50 (v/v), and water–isopropanol 10:90 (v/v). Both the 
benzodiazepines and the opioids, in both the solvent and the urine 
matrices, formed abundant protonated molecules without adduct 
formation, oxidation, or fragmentation with all the spray solvents. Water–
methanol 50:50 (v/v) with 0.1% formic acid provided best sensitivity and 
was  chosen  as  the  spray  solvent  for  further  measurements  by  DESI-MS 
(Figure 14). 
In the DAPPI experiments, acetone, toluene, anisole, and toluene–
anisole 99.5:0.5 (v/v) mixture were studied as spray solvents. Toluene 
containing 0.5% of anisole, following the ionization mechanisms of neat 
anisole, provides effective ionization for nonpolar compounds with high 
IE (roughly, higher than 8 eV).[126,134,135] Of the studied drugs, the IE value 
was  available  only  for  morphine,  8.3  eV.[94] The benzodiazepines in both 
solvent and urine matrices formed protonated molecules with all the spray 
solvents,  indicating high PAs for these compounds.  The ionization of  the 
opioids, on the other hand, varied with the spray solvent and the sample 
matrix. As expected, acetone produced only protonated molecules from 
both the solvent and urine matrices. However, toluene, anisole, and 
toluene–anisole 99.5:0.5 (v/v) mixture favored the formation of radical 
cations of the opioids from the solvent matrix and protonated molecules 
from  the  urine  matrix,  except  for  morphine,  which  was  detected  as  a  
radical cation from urine as well. These results indicate that the 
components of the urine matrix that are desorbed to the gas phase 
(probably urea or its reaction products) can change the reagent ion 
composition and ionization mechanisms in DAPPI. Adduct formation, 
oxidation,  or  fragmentation  was  not  observed  for  any  of  the  drugs.  
Toluene–anisole  99.5:0.5  (v/v)  mixture  was  chosen  as  the  spray  solvent  
for further measurements since it provided good sensitivity and it 
produced mainly M+· or [M+H]+, not both (Figure 14). The ions appearing 
in Figure 14 are the ions that were monitored in the further 
measurements.  
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Figure 14 Mass spectra of drug mixture in solvent and urine matrices measured by 
DESI-MS (spray solvent water-methanol 50:50 + 0.1% formic acid) and DAPPI 
(spray solvent toluene-anisole 99.5:0.5). The 37Cl isotopic peak of diazepam at 
m/z 287 overlaps with the [M+H]+ peak of oxazepam at m/z 287. However, at 
these concentrations oxazepam is not detected in urine by either DESI or 
DAPPI.The DAPPI mass spectra of morphine (10 and 100 µg mL−1 in solvent 
and urine, respectively) shown in the inserts were measured separately, since 
the M+· peak of morphine overlaps with the [M+H]+ peak of diazepam. Morphine 
is not detected at these concentrations by DESI but appears as [M+H]+ at higher 
concentrations. 
The effect of the urine matrix on the sensitivity of DESI and DAPPI was 
evaluated by comparing the LODs measured for the drugs in solvent with 
those measured in urine matrix. The LODs obtained for the drugs in the 
solvent matrix were in the same range, typically 0.05–0.5 µg mL−1, by 
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DESI  and  DAPPI  (Table  5).  The  LODs  for  the  drugs  in  urine  matrix,  
however, were typically increased 20- to 160-fold in DESI and 2- to 15-fold 
in DAPPI, as compared with the values for solvent matrix. This means that 
matrix compounds, probably salts and urea, which are present in high 
concentrations in urine, interfere with both DESI- and DAPPI-MS 
analysis, but particularly with DESI-MS. Similar results have been 
reported in earlier studies, where APPI-MS  was  found  to  be  less  
susceptible to matrix effects than ESI-MS in terms both of ion 
suppression[136-140] and of background noise.[138,141,142] The poorer 
sensitivity in DESI-MS  due  to  urine  matrix  has  also  been  reported  in  
earlier studies.[143-145]  
 
Table 5. LODs (S/N = 3) for DAPPI-MS and DESI-MS analyses of drugs in solvent 
and urine matrices and for DAPPI-MS/MS and DESI-MS/MS analyses of 
drugs in urine matrix. The increase in the LODs in urine relative to those in 
the solvent matrix was calculated by dividing the LOD in urine by the LOD in 
solvent.The concentration µg mL-1 corresponds to ng mass of the drug on 
the surface. 
 DAPPI-MS  DAPPI-MS/MS 
 In solvent  
(µg mL-1) 
In urine 
(µg mL-1) 
Increase In urine  
(µg mL-1) 
Nordiazepam 0.07 (259 fmol) 1 (3.7 pmol) 14 0.6 (2.2 pmol) 
Diazepam 0.07 (246 fmol) 0.5 (1.8 pmol) 7 0.08 (282 fmol) 
Oxazepam 0.2 (699 fmol) 90 (314.7 pmol) 450 0.1 (350 fmol) 
Temazepam 0.1 (333 fmol) 1 (3.3 pmol)) 10  0.075 (250 fmol) 
Tramadol 0.1 (380 fmol) 0.2 (760 fmol) 2  0.7 (2.7 pmol) 
Morphine 3 (10.5 pmol) 50 (175.4 pmol) 17  70 (245.6 pmol) 
Codeine 0.3 (1.0 pmol) 0.5 (1.7 pmol) 2  0.5 (1.7 pmol) 
Oxycodone 0.1 (317 fmol) 1.5 (4.8 pmol) 15  0.1 (317 fmol) 
 DESI-MS  DESI-MS/MS 
 In solvent  
(µg mL-1) 
In urine 
(µg mL-1) 
Increase In urine  
(µg mL-1) 
Nordiazepam 0.05 (185 fmol) 5 (18.5 pmol) 100 0.6 (2.2 pmol) 
Diazepam 0.1 (352 fmol) 5 (17.6 pmol) 50 0.6 (2.1 pmol) 
Oxazepam 0.2 (699 fmol) 100 (349.7 pmol) 500 0.7 (2.5 pmol) 
Temazepam 0.0.7 (233 fmol) 10 (33.3 pmol) 143 0.75 (2.5 pmol) 
Tramadol 0.07 (266 fmol) 6 (22.8 pmol) 86 15 (57.0 pmol) 
Morphine 6 (21.1 pmol) 100 (350.9 pmol) 17  70 (245.6 pmol) 
Codeine 0.25 (836 fmol) 40 (133.7 pmol) 160 50 (167.2 pmol) 
Oxycodone 0.5 (1.6 pmol) 10 (31.7 pmol) 20  7.5 (23.8 pmol) 
 
The  better  matrix  tolerance  of  DAPPI  than  of  DESI  can  be  explained  in  
terms of the different desorption and ionization mechanisms. In DAPPI, 
the  desorption  process  is  thermal,  and  only  volatile  or  semivolatile  
compounds are effectively evaporated to gas phase. Urine contains high 
concentrations of salts that interfere with the ionization in MS.[1,146,147] In 
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DAPPI, the salts in urine samples are not effectively evaporated from the 
sampling  surface  and  thus  do  not  significantly  interfere  with  the  
ionization.  In  DESI,  on  the  other  hand,  desorption  likely  occurs  by  a  
droplet  pick-up  mechanism and the  salts  may  be  co-desorbed  within  the  
charged droplets, causing not only ion suppression but also high 
background and contamination of the ion source or the mass 
spectrometer. Indeed, after the analysis of urine samples by DESI-MS, 
precipitation of urine matrix components was seen at the inlet of the mass 
spectrometer.  No  such  effect  was  seen  with  DAPPI,  and  as  there  was  no  
need to clean the inlet of the mass spectrometer it could be operated for a 
longer  period.  With  both  methods,  however,  contamination  of  the  ion  
source became a problem after the analysis of large batches of urine 
samples.  
The LODs for the drugs in urine measured by DAPPI-MS/MS and 
DESI-MS/MS  are  presented  in  Table  5.  The  LODs  measured  by  
DAPPI-MS/MS  are  typically  one-tenth  of  those  measured  by  
DESI-MS/MS, and comparable to the differences in LODs for the 
measurements in MS mode. For all the drugs except morphine, the LODs 
in urine measured by DAPPI-MS/MS (0.1–1 µg mL−1) are within the 
concentration range of the drugs typically found in urine.[148] However, the 
RSD values of both DESI and DAPPI were as much as 50%, and the LODs 
need to be considered with these variations in mind. 
4.2.2.2 Screening of the drugs in post mortem urine samples by 
DAPPI-MS/MS 
In  view  of  the  better  matrix  tolerance  and  lower  LODs  for  the  drugs  in  
urine with DAPPI, the feasibility of DAPPI-MS/MS was studied in 
screening for benzodiazepines and opioids in five authentic, forensic post 
mortem urine samples. The same samples were also quantitatively 
analyzed by a validated and conventional GC–MS method. In 
DAPPI-MS/MS, the samples were analyzed both in untreated form and 
after a sample pretreatment step consisting of glucuronide hydrolysis and 
purification.  For  the  GC–MS  method,  the  samples  were  pretreated  by  
glucuronide hydrolysis, purification, and derivatization. Whereas the 
GC-MS  analysis  required  30  minutes  (not  including  glucuronide  
hydrolysis overnight and sample pretreatment of four hours), the 
DAPPI-MS/MS analysis was achieved within one minute. 
For the five samples and analysis by DAPPI-MS/MS, 15 findings 
(identifications) were made after sample pretreatment and eight without 
sample pretreatment (untreated samples) (Table 6). The number of the 
findings  by  GC-MS  was  16.  The  small  number  of  findings  for  the  
untreated samples could be because the drugs are excreted in urine mainly 
as glucuronides,[148] and  glucuronides  were  not  monitored  in  the  
DAPPI-MS/MS analysis. However, glucuronide conjugates of the drugs 
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were  not  observed  either,  owing  perhaps  to  their  dissociation  or  to  
inefficient desorption and ionization of the glucuronides by DAPPI. 
Sample pretreatment significantly improved the identification with 
DAPPI-MS/MS. The reduced ion suppression enhanced the sensitivity, 
and glucuronide hydrolysis efficiently released the drugs from the 
glucuronide conjugates. In addition, the background disturbance was 
reduced, providing improved selectivity and more reliable identification. 
As seen in Table 6, however, there were still some differences in the results 
obtained by DAPPI-MS/MS after sample pretreatment and by GC–MS. 
Morphine was not detected by DAPPI-MS/MS in samples 3 or 5 owing to 
the  poor  sensitivity  (Table  5).  Differences  in  the  detection  of  other  
compounds may have been due to the different pretreatment processes 
used for the GC-MS and DAPPI-MS/MS measurements.  
Although promising results have been reported for the use of ambient 
MS in bioanalysis without sample pretreatment,[149,150] the present 
findings clearly indicate the need for sample pretreatment in the 
application described here. Similar conclusions have been drawn 
earlier.[151,152] 
 
Table 6. Findings for five forensic post mortem samples analyzed by DAPPI-MS/MS 
(spray solvent toluene-anisole 99.5:0.5) and by GC-MS. X = compound 
detected, PT = pretreated sample, UT = untreated sample. 
 Sample 1 Sample 2  Sample 3 
 PT UT GC-MS  
(µg mL-1) 
 
PT UT GC-MS  
(µg mL-1) 
PT UT µg mL-1 
(GC-MS) 
Nordiazepam          
Diazepam          
Oxazepam    X      
Temazepam X         
Tramadol X X 20    X X 220 
Morphine          0.93 
Codeine       X X 18 
Oxycodone          
 Sample 4 Sample 5 
 PT UT GC-MS  
(µg mL-1) 
PT UT GC-MS  
(µg mL-1) 
Nordiazepam   0.09 X  1.84 
Diazepam    X X 0.09 
Oxazepam X  0.56 X  4.25 
Temazepam X  0.13 X X 2.38 
Tramadol X  0.8     
Morphine       0.1 
Codeine    X X 1.5 
Oxycodone X X 14 X X 3.9 
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5 CONCLUSIONS 
DIOS, DESI, and DAPPI were studied as tools for efficient bio- and 
pharmaceutical analysis. For the first time, a micro-scale electric 
discharge at AP was utilized for the preparation of DIOS sample plates, 
and the effectiveness of these was demonstrated in DIOS-MS analyses of 
drugs, an amino acid, and peptides. The strengths and weakneses of DESI 
and DAPPI were evaluated in the analysis of complex samples (standard, 
spiked, and authentic), and the capabilities of the methods were assessed 
in two important ambient MS applications: the analysis of biomolecules 
(lipids) and the fast screening of biological samples (drugs of abuse in 
urine).  
The micro-scale electric discharge method developed in this work was 
found suitable for inducing both chemical and physical surface 
modifications on silicon. Compared with other methods for chemical and 
physical surface modifications of miniature areas, the electric discharge 
method  is  simple,  rapid,  and  cost-effective.  The  only  requirements  are  a  
high-voltage supply and a discharge needle. Moreover, the method can be 
applied on planar, curved, or textured surfaces of both conducting and 
semiconducting materials. The area to be treated can be flexibly defined, 
without the need of masks, merely by controlling the discharge 
parameters.  The  size  of  the  treated  area  could  probably  be  decreased  by  
using sharp, nanoscale discharge tips, while larger areas could be 
accomplished with an array of tips as the scanning approach is slow, 
especially for NCSi fabrication.  
The depth of the hydrophilic pattern was not studied in chemical 
surface modifications, where the coating was removed from textured 
surfaces (black silicon and micropillar silicon). This depth might 
nevertheless be critical in some applications, for example in microfluidic 
channels where accurate volume is required. In addition, the sharpness of 
the edge of the hydrophilic pattern would need more careful study for 
applications requiring nanoscale line width. In the case of the NCSi 
structures,  increased  thickness  of  the  NCSi  layer  might  be  desirable  for  
high-surface-area applications; in DIOS-MS this could offer longer 
duration of the analyte signal and increased sample loading capability. 
Besides the applications for the discharge-created structures (chemical 
and physical) demonstrated in this work, there are many other areas in 
which the structures can be applied, including microreactors, diagnostic 
devices, sensors, optoelectronics, and micro- and nanofluidics. 
Application of the electric discharge method to achieve both chemical and 
physical surface modifications, and possible further chemical 
derivatization of the discharge-treated areas, would enable the creation of 
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complex and multifunctional miniaturized assemblies in a straightforward 
way.  
Clear trends were observed concerning the applicability of DESI and 
DAPPI for different samples. The strengths of DAPPI are good matrix 
tolerance and the effective ionization of both polar and nonpolar 
compounds. The thermal desorption limits the analysis of nonvolatile and 
thermolabile compounds, however. DESI, on the other hand, provides soft 
ionization  for  small  as  well  as  large  and  labile  compounds,  but  nonpolar  
compounds are poorly ionized. The differences in the two methods depend 
on the different desorption and ionization mechanisms. 
With its soft ionization of large molecules, DESI is a powerful tool for 
the direct analysis of phospho- and sphingolipids. Possible oxidation 
reactions, however, have not been considered in most DESI studies of 
phospho- and sphingolipids. Here, it was shown that oxidation reactions 
can  be  controlled  through  correct  choice  of  the  spray  solvent.  The  use  of  
other ESI-like ambient MS methods not relying on high voltage (e.g. sonic 
spray ionization based EASI) may be preferred when oxidation is not 
desired. Sometimes, however, controlled oxidation is advantageous, for 
example, in the assignment of double bonds. DAPPI, on the other hand, is 
highly promising for the sensitive analysis of nonpolar lipids. The 
formation of oxidation products in DAPPI seems not to be affected by the 
spray solvent to the same extent as in DESI, but this clearly needs further 
study. In addition, a wider range of model compounds would be needed 
for more detailed conclusions on the desorption and ionization of various 
lipid classes. It can, nevertheless, be concluded that because of the many 
different and largely unpredictable ionization reactions of the lipids with 
both DESI and DAPPI, these methods are more feasibly applied for 
targeted analysis than for the identification of unknown lipids.  
As compared with the lipids, the ionization of benzodiazepines and 
opioids with DESI and DAPPI was more straightforward. For direct 
analysis by DAPPI-MS, however,  the possible effect  of  sample matrix on 
the ionization reactions needs to be considered. Despite the good matrix 
tolerance of DAPPI, its performance in screening the drugs in forensic, 
post mortem urine samples was acceptable only after sample 
pretreatment. And even with sample pretreatment, the performance of 
DAPPI-MS  in  the  analysis  of  drugs  in  urine  was  not  as  good  as  that  of  
GC-MS  or  LC-MS because of the lower sensitivity, selectivity, and 
repeatability.  
The findings of this work indicate that although ambient MS methods 
often are powerful and fast tools in direct analysis, careful consideration 
should  always  be  given  as  to  whether  they  are  suitable  for  a  particular  
analytical case. Diverse ion-molecule reactions, such as oxidation, not 
encountered in the parent ionization methods (in this case ESI and APPI) 
may occur in ambient MS, and the selection of the spray solvent may be 
crucial. In addition, bypassing the sample pretreatment step in the case of 
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complex samples definitely affects the analysis, and in some applications, 
such  as  here  in  the  direct  analysis  of  drugs  in  urine  by  DESI- and 
DAPPI-MS, the performance is compromised to an unacceptable level. A 
further concern besides the effect of the sample matrix on the quality of 
the analysis is the contamination of the ion source and the mass 
spectrometer, especially in the analysis of large batches of complex 
samples such as urine. Qualitative analysis of pharmaceutical and food 
products  with  DESI  and  DAPPI  seems  feasible,  however,  because  of  the  
simpler sample matrices and less stringent sensitivity requirements. Still, 
methods with compromised performance and increased contamination of 
the ion source are unlikely to become routine for the analysis of complex 
samples without a pretreatment step. And when pretreatment is required, 
one of the greatest advantages of ambient MS is lost.  
To enhance the repeatability in DIOS, use of ordered surface structures 
in place of random NCSi and pSi surfaces would minimize the variation in 
sample spots. In the case of DESI and DAPPI, improving the robustness of 
the ion source and manipulating the sampling surface to control the 
spreading of the sample (in the case of dried droplet deposition) would 
reduce the irregularities in desorption. As demonstrated in this study with 
DIOS-MS, very simple surface modifications can be exploited to enhance 
the sensitivity, repeatability, and speed of the analysis. Modifications of 
the polymer surfaces used in DESI and DAPPI is not, however, as 
straightforward as modification of silicon used in DIOS. Study of the 
desorption  and  transportation  of  ions  from  surfaces  at  AP  to  vacuum  in  
the mass spectrometer could show the way to enhanced repeatability 
along with increased sensitivity. If open sampling is not essential, 
fluctuations in humidity and in contaminants present in air, possibly 
affecting the ionization reactions, could be reduced through the use of 
covered ion sources. At the same time, safety against hazardous samples 
would be enhanced. 
Altogether, DI-MS  methods  offer  rapid  analysis  with  little  or  no  
sample preparation, high throughput, easy automation, and the possibility 
for imaging. The time required for the analysis of a single sample spot is 
typically  on  the  order  of  seconds.  There  are  many  different  DI-MS 
methods to choose from for a particular analytical context. DIOS provides 
efficient analysis of small molecules (<3000 Da) deposited as solution on 
a surface, with intriguing possibilities for on-plate sample manipulation 
via  surface  modifications.  The  true  potential  of  DESI  and  DAPPI,  on  the  
other  hand,  probably  lies  in  imaging  and  other  in situ analysis where 
sample pretreatment is not possible (for example, to avoid disturbing the 
chemical integrity of the sample). Also, the unique features of these 
methods, such as chemical reactions induced by the spray solvent 
(oxidation, reactive DESI approach), open up interesting possibilities. 
Lately, hybrid ionization methods have been presented to cover a wider 
range of analytes. A combination of DESI and DAPPI could offer a 
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universal ionization method with relatively simple experimental setups. 
DIOS, DESI, and DAPPI are still relatively new methods, and evolution, 
for example, in the direction of improved repeatability, optimal sampling 
surfaces,  and  enhanced  spatial  resolution  for  imaging,  is  likely  to  follow.  
Among the numerous SALDI and ambient MS methods, it remains to be 
seen which methods will survive and find their way into routine analytics.  
 
 
 
 50 
REFERENCES 
[1] J.P. Antignac, K. de Wasch, F. Monteau, H. De Brabander, F. Andre, B. 
Le Bizec. The ion suppression phenomenon in liquid chromatography–
mass spectrometry and its consequences in the field of residue analysis. 
Anal. Chim. Acta. 2005, 529, 129.  
[2] K. Tanaka, H. Waki, Y. Ido, S. Akita, T. Yoshida, T. Yoshida, T. Matsuo. 
Protein and polymer analyses up to m/z 100 000 by laser ionization time-
of-flight mass spectrometry. Rapid Comm. Mass Spectrom. 1988, 2, 151.  
[3] M. Karas, F. Hillenkamp. Laser desorption ionization of proteins with 
molecular masses exceeding 10,000 daltons. Anal. Chem. 1988, 60, 2299.  
[4] K.P. Law, J.R. Larkin. Recent advances in SALDI-MS techniques and 
their chemical and bioanalytical applications. Anal. Bioanal. Chem. 2011, 
399, 2597.  
[5] J. Wei, J.M. Buriak, G. Siuzdak. Desorption–ionization mass 
spectrometry on porous silicon. Nature. 1999, 399, 243.  
[6] G.A. Harris, A.S. Galhena, F.M. Fernandez. Ambient 
Sampling/Ionization Mass Spectrometry: Applications and Current 
Trends. Anal. Chem. 2011, 83, 4508.  
[7] Z. Takáts, J.M. Wiseman, B. Gologan, R.G. Cooks. Mass Spectrometry 
Sampling Under Ambient Conditions with Desorption Electrospray 
Ionization. Science. 2004, 306, 471.  
[8] R. Cody B., J. Laramée A., H.D. Durst. Versatile new ion source for the 
Analysis of materials in open air under ambient conditions. Anal. Chem. 
2005, 77, 2297.  
[9] Z. Takáts, I. Cotte-Rodríguez, N. Talaty, H. Chen, R.G. Cooks. Direct, 
trace level detection of explosives on ambient surfaces by desorption 
electrospray ionization mass spectrometry. Chem. Commun. 2005, 1950.  
[10] R. Haddad, R. Sparrapan, M.N. Eberlin. Desorption sonic spray 
ionization for (high) voltage-free ambient mass spectrometry. Rapid 
Comm. Mass Spectrom. 2006, 20, 2901.  
[11] P. Nemes, A. Vertes. Laser Ablation Electrospray Ionization for 
Atmospheric Pressure, in Vivo, and Imaging Mass Spectrometry. 
Anal. Chem. 2007, 79, 8098.  
 51 
[12] M. Haapala, J. Pól, V. Saarela, V. Arvola, T. Kotiaho, R.A. Ketola, S. 
Franssila, T.J. Kauppila, R. Kostiainen. Desorption Atmospheric Pressure 
Photoionization. Anal. Chem. 2007, 79, 7867.  
[13] R.M. Alberici, R.C. Simas, G.B. Sanvido, W. Romao, P.M. Lalli, M. 
Benassi, I.B.S. Cunha, M.N. Eberlin. Ambient mass spectrometry: 
bringing MS into the "real world". Anal. Bioanal. Chem. 2010, 398, 265.  
[14] A.U. Jackson, N. Talaty, R.G. Cooks, G.J. Van Berkel. Salt Tolerance 
of Desorption Electrospray Ionization (DESI). J. Am. Soc. Mass Spectrom. 
2007, 18, 2218.  
[15] H. Chen, S. Yang, A. Wortmann, R. Zenobi. Neutral desorption 
sampling of living objects for rapid analysis by extractive electrospray 
ionization mass spectrometry. Angew. Chem., Int. Ed. 2007, 46, 7591.  
[16] H. Chen, Z. Pan, N. Talaty, D. Raftery, R.G. Cooks. Combining 
desorption electrospray ionization mass spectrometry and nuclear 
magnetic resonance for differential metabolomics without sample 
preparation. Rapid Comm. Mass Spectrom. 2006, 20, 1577.  
[17] L. Luosujärvi, S. Kanerva, V. Saarela, S. Franssila, R. Kostiainen, T. 
Kotiaho, T.J. Kauppila. Environmental and food analysis by desorption 
atmospheric pressure photoionization-mass spectrometry. Rapid Comm. 
Mass Spectrom. 2010, 24, 1343.  
[18] S. Gerbig, Z. Takáts. Analysis of triglycerides in food items by 
desorption electrospray ionization mass spectrometry. Rapid Comm. 
Mass Spectrom. 2010, 24, 2186.  
[19] J.P. Williams, V.J. Patel, R. Holland, J.H. Scrivens. The use of 
recently described ionisation techniques for the rapid analysis of some 
common drugs and samples of biological origin. Rapid Comm. Mass 
Spectrom. 2006, 20, 1447.  
[20] V.V. Laiko, M.A. Baldwin, A.L. Burlingame. Atmospheric pressure 
matrix-assisted laser desorption/ionization mass spectrometry. Anal. 
Chem. 2000, 72, 652.  
[21] K. Huikko, P. Östman, C. Sauber, F. Mandel, K. Grigoras, S. Franssila, 
T. Kotiaho, R. Kostiainen. Feasibility of atmospheric pressure 
desorption/ionization on silicon mass spectrometry in analysis of drugs. 
Rapid Comm. Mass Spectrom. 2003, 17, 1339.  
[22] S. Tuomikoski, K. Huikko, K. Grigoras, P. Östman, R. Kostiainen, S. 
Franssila. Preparation of porous n-type silicon sample plates for 
desorption/ionization on silicon mass spectrometry. Lab Chip. 2002, 2, 
247.  
 52 
[23] L. Sainiemi, H. Keskinen, M. Aromaa, L. Luosujärvi, K. Grigoras, T. 
Kotiaho, J.M. Mäkelä, S. Franssila. Rapid fabrication of high aspect ratio 
silicon nanopillars for chemical analysis. Nanotechnology. 2007, 18, 
505303.  
[24] S. Xu, Y. Li, H. Zou, J. Qiu, Z. Guo, B. Guo. Carbon Nanotubes as 
Assisted Matrix for Laser Desorption/Ionization Time-of-Flight Mass 
Spectrometry. Anal. Chem. 2003, 75, 6191.  
[25] McLean, John A.: Stumpo, Katherine A., D.H. Russell. Size-Selected 
(2-10 nm) Gold Nanoparticles for Matrix Assisted Laser 
Desorption Ionization of Peptides. J. Am. Chem. Soc. 2005, 127, 5304.  
[26] T. Seino, H. Sato, A. Yamamoto, A. Nemoto, M. Torimura, H. Tao. 
Matrix-Free Laser Desorption/Ionization-Mass Spectrometry Using Self-
Assembled Germanium Nanodots. Anal. Chem. 2007, 79, 4827.  
[27] K.P. Law. Laser desorption/ionization mass spectrometry on 
nanostructured semiconductor substrates: DIOS™ and QuickMass™. Int. 
J. Mass Spectrom. 2010, 290, 72.  
[28] S. Alimpiev, S. Nikiforov, V. Karavanskii, T. Minton, J. Sunner. On 
the mechanism of laser-induced desorption/ionization of organic 
compounds from etched silicon and carbon surfaces. J. Chem. Phys. 
2001, 115, 1891.  
[29] S. Okuno, R. Arakawa, K. Okamoto, Y. Matsui, S. Seki, T. Kozawa, S. 
Tagawa, Y. Wada. Requirement for laser-induced desorption/ionization 
on submicrometer structures. Anal. Chem. 2005, 77, 5364.  
[30] Y. Chen, A. Vertes. Adjustable fragmentation in laser 
desorption/ionization from laser-induced silicon microcolumn arrays. 
Anal. Chem. 2006, 78, 5835.  
[31] T.R. Northen, H.K. Woo, M.T. Northen, A. Nodrström, W. 
Uritboonthail, K.L. Turner, G. Siuzdak. High surface area of porous silicon 
drives desorption of intact molecules. J. Am. Soc. Mass Spectrom. 2007, 
18, 1945.  
[32] Y. Xiao, S. Retterer, D.K. Thomas, J.Y. Tao, L. He. Impacts of surface 
morphology on ion desorption ionization on porous silicon mass 
spectrometry. J. Chem. Phys. C. 2009, 113, 3076.  
[33] S. Alimpiev, A. Grechnikov, J. Sunner, V. Karavanskii, Y. Simanovski, 
S. Zhabin, S. Nikiforov. On the role of defects and surface chemistry for 
surface-assisted laser desorption ionization from silicon. J. Chem. Phys. 
2008, 128, 014711.  
 53 
[34] K.P. Law. Surface-assisted laser desorption/ionization mass 
spectrometry on nanostructured silicon substrates prepared by iodine-
assisted etching. Int. J. Mass Spectrom. 2010, 290, 47.  
[35] E.P. Go, J.V. Apon, G. Luo, A. Saghatelian, R.H. Daniels, V. Sahi, R. 
Dubrow, B.F. Cravatt, A. Vertes, G. Siuzdak. Desorption/ionization on 
silicon nanowires. Anal. Chem. 2005, 77, 1641.  
[36] B.N. Walker, T. Razunguzwa, M. Powell, R. Knochenmuss, A. Vertes. 
Nanophotonic ion production from silicon microcolumn arrays. Angew. 
Chem., Int. Ed. 2009, 48, 1669.  
[37] J.D. Cuiffi, D.J. Hayes, S.J. Fonash, K.N. Brown, A.D. Jones. 
Desorption−Ionization Mass Spectrometry Using Deposited 
Nanostructured Silicon Films. Anal. Chem. 2001, 73, 1292.  
[38] Y. Chen, H. Chen, A. Aleksandrov, T.M. Orlando. Roles of Water, 
Acidity, and Surface Morphology in Surface-Assisted Laser Desorption/ 
Ionization of Amino Acids. J. Phys. Chem. C. 2008, 112, 6953.  
[39] N. Budimir, J. Blais, F. Fournier, J. Tabet. The use of 
desorption/ionization on porous silicon mass spectrometry for the 
detection of negative ions for fatty acids. Rapid Comm. Mass Spectrom. 
2006, 20, 680.  
[40] P. Östman, J.M.H. Pakarinen, P. Vainiotalo, S. Franssila, R. 
Kostiainen, T. Kotiaho. Minimum proton affinity for efficient ionization 
with atmospheric pressure desorption/ionization on silicon mass 
spectrometry. Rapid Comm. Mass Spectrom. 2006, 20, 3669.  
[41] O. Bisi, S. Ossicini, L. Pavesi. Porous silicon: a quantum sponge 
structure for silicon based optoelectronics. Surf. Sci. Rep. 2000, 38, 1.  
[42] W.G. Lewis, Z. Shen, M.G. Finn, G. Siuzdak. Desorption/ionization 
on silicon (DIOS) mass spectrometry: background and applications. Int. J. 
Mass Spectrom. 2003, 226, 107.  
[43] Z. Shen, J.J. Thomas, C. Averbuj, K.M. Broo, M. Engelhard, J.E. 
Crowell, M.G. Finn, G. Siuzdak. Porous Silicon as a Versatile Platform for 
Laser Desorption/Ionization Mass Spectrometry. Anal. Chem. 2001, 73, 
612.  
[44] A. Górecka-Drzazga, S. Bargiel, R. Walczak, J.A. Dziuban, A. Kraj, T. 
Dyla ̨g, J. Silberring. Desorption/ionization mass spectrometry on porous 
silicon dioxide. Sensors Actuators B: Chem. 2004, 103, 206.  
[45] S. Vaidyanathan, D. Jones, J. Ellis, T. Jenkins, C. Chong, M. 
Anderson, R. Goodacre. Laser desorption/ionization mass spectrometry 
 54 
on porous silicon for metabolome analyses: influence of surface oxidation. 
Rapid Comm. Mass Spectrom. 2007, 21, 2157.  
[46] S.A. Trauger, E.P. Go, Z. Shen, J.V. Apon, B.J. Compton, E.S.P. 
Bouvier, M.G. Finn, G. Siuzdak. High sensitivity and analyte capture with 
desorption/ionization mass spectrometry on silylated porous silicon. Anal. 
Chem. 2004, 76, 4484.  
[47] S. Xu, H. Zhou, C. Pan, Y. Fu, Y. Zhang, X. Li, M. Ye, H. Zou. 
Iminodiacetic acid derivatized porous silicon as a matrix support for 
sample pretreatment and matrix-assisted laser desorption/ionization 
time-of-flight mass spectrometry analysis. Rapid Commun. Mass 
Spectrom. 2006, 20, 1769.  
[48] E.P. Go, W. Uritboonthail, J.V. Apon, S.A. Trauger, A. Nordstrom, 
S.M. Brittain, E.P. Peters, G. Siuzdak. Selective Metabolite and Peptide 
Capture/Mass Detection Using Fluorous Affinity Tags. J. Proteom. Res. 
2007, 6, 1492.  
[49] A. Ulman. Formation and Structure of Self-Assembled Monolayers. 
Chem. Rev. 1996, 96, 1533.  
[50] H. Zou, Q. Zhang, Z. Guo, B. Guo, Q. Zhang, X. Chen. A Mass 
Spectrometry Based Direct-Binding Assay for Screening Binding Partners 
of Proteins. Angew. Chem., Int. Ed. 2002, 41, 646.  
[51] K. Pihlainen, K. Grigoras, S. Franssila, R.A. Ketola, T. Kotiaho, R. 
Kostiainen. Analysis of amphetamines and fentanyls by atmospheric 
pressure desorption/ionization on silicon mass spectrometry and matrix-
assisted laser desorption/ionization mass spectrometry and its application 
to forensic analysis of drug seizures J. Mass Spectrom. 2005, 40, 539.  
[52] A. Kraj, J. Jarzebinska, A. Gorecka-Drzazga, J. Dziuban, J. Silberring. 
Identification of catecholamines in the immune system by 
desorption/ionization on silicon. Rapid Comm. Mass Spectrom. 2006, 
20, 1969.  
[53] J.J. Thomas, Z. Shen, J.E. Crowell, M.G. Finn, G. Siuzdak. 
Desorption/ionization on silicon (DIOS): A diverse mass spectrometry 
platform for protein characterization. Proc. Natl. Acad. Sci. U.S.A. 2001, 
98, 4932.  
[54] H. Kawasaki, Y. Shimomae, T. Watanabe, R. Arakawa. 
Desorption/ionization on porous silicon mass spectrometry (DIOS-MS) of 
perfluorooctane sulfonate (PFOS). Colloids Surf. A: Physicochem. Eng. 
Aspects. 2009, 347, 220.  
 55 
[55] Z. Shen, J.J. Thomas, G. Siuzdak, R.D. Blackledge. A case study on 
forensic polymer analysis by DIOS-MS: The suspect who gave us the SLIP 
(R). J. Forensic Sci. 2004, 49, 1028.  
[56] R.A. Kruse, S.S. Rubakhin, E.V. Romanova, P.W. Bohn, J.V. 
Sweedler. Direct assay of Aplysia tissues and cells with laser 
desorption/ionization mass spectrometry on porous silicon. J. Mass 
Spectrom. 2001, 36, 1317.  
[57] Q. Liu, Z. Guo, L. He. Mass Spectrometry Imaging of Small Molecules 
Using Desorption/Ionization on Silicon. Anal. Chem. 2007, 79, 3535.  
[58] V. Vidová, P. Novák, M. Strohalm, J. Pól, V. Havlicek, M. Volný. Laser 
Desorption-Ionization of Lipid Transfers: Tissue Mass Spectrometry 
Imaging without MALDI Matrix. Anal. Chem. 2010, 82, 4994.  
[59] N.B. Cech, C.G. Enke. Practical implications of some recent studies in 
electrospray ionization fundamentals. Mass Spectrom. Rev. 2001, 20, 
362.  
[60] A. Venter, P.E. Sojka, R.G. Cooks. Droplet Dynamics and Ionization 
Mechanism in Desorption Electrospray Ionization Mass Spectrometry. 
Anal. Chem. 2006, 78, 8549.  
[61] A.B. Costa, R.G. Cooks. Simulation of atmospheric transport and 
droplet–thin film collisions in desorption electrospray ionization. Chem. 
Commun. 2007, 3915.  
[62] A.B. Costa, R.G. Cooks. Simulated splashes: Elucidating the 
mechanism of desorption electrospray ionization mass spectrometry. 
Chem. Phys. Lett. 2008, 464, 1.  
[63] J.M. Iribarne, B.A. Thomson. On the evaporation of charged ions 
from small droplets. J. Chem. Phys. 1976, 64, 2284.  
[64] B.A. Thomson, J.M. Iribarne. J. Chem. Phys. 1979, 71, 4451.  
[65] M. Dole, R.L. Hines, L.L. Mack, R.C. Mobley, L.D. Ferguson, M.B. 
Alice. Molecular beams of macroions. J. Chem. Phys. 1968, 49, 2240.  
[66] W.M.A. Niessen. State-of-the-art in liquid chromatography–mass 
spectrometry. J. Chromatogr. A. 1999, 856, 179.  
[67] M.H. Amad, N.B. Cech, G.S. Jackson, C.G. Enke. Importance of gas-
phase proton affinities in determining the electrospray ionization 
response for analytes and solvents. J. Mass Spectrom. 2000, 35, 784.  
[68] Z. Takáts, J.M. Wiseman, R.G. Cooks. Ambient mass spectrometry 
using desorption electrospray ionization (DESI): instrumentation, 
 56 
mechanisms and applications in forensics, chemistry, and biology. J. Mass 
Spectrom. 2005, 40, 1261.  
[69] N. Talaty, Z. Takáts, R.G. Cooks. Rapid in situ detection of alkaloids 
in plant tissue under ambient conditions. Analyst. 2005, 130, 1624.  
[70] Z. Takáts, J.M. Wiseman, B. Gologan, R.G. Cooks. Electrosonic Spray 
Ionization. A Gentle Technique for Generating Folded Proteins and 
Protein Complexes in the Gas Phase and for Studying Ion-Molecule 
Reactions at Atmospheric Pressure. Anal. Chem. 2004, 76, 4050.  
[71] S.P. Pasilis, V. Kertesz, G.J. Van Berkel. Unexpected analyte oxidation 
during desorption electrospray ionization-mass spectrometry. Anal. 
Chem. 2008, 80, 1208.  
[72] M. Benassi, C. Wu, M. Nefliu, D.R. Ifa, M. Volný, R.G. Cooks. Redox 
transformations in desorption electrospray ionization. Int. J. Mass 
Spectrom. 2009, 280, 235.  
[73] M. Volný, A.R. Venter, S.A. Smith, M. Pazzi, R.G. Cooks. Surface 
effects and electrochemical cell capacitance in desorption electrospray 
ionization. Analyst. 2008, 133, 525.  
[74] A. Badu-Tawiah, C. Bland, D.I. Campbell, R.G. Cooks. Non-Aqueous 
Spray Solvents and Solubility Effects in Desorption Electrospray 
Ionization. J. Am. Soc. Mass Spectrom. 2010, 21, 572.  
[75] T.J. Kauppila, N. Talaty, P.K. Salo, T. Kotiaho, R. Kostiainen, R.G. 
Cooks. New surfaces for desorption electrospray ionization mass 
spectrometry: porous silicon and ultra-thin layer chromatography plates. 
Rapid Comm. Mass Spectrom. 2006, 20, 2143.  
[76] C.C. Mulligan, N. Talaty, G.R. Cooks. Desorption electrospray 
ionization with a portable mass spectrometer: in situ analysis of ambient 
surfaces. Chem. Commun. 2006, 1709.  
[77] L.A. Leuthold, J.F. Mandscheff, M. Fathi, C. Giroud, M. Augsburger, 
E. Varesio, G. Hopfgartner. Desorption electrospray ionization mass 
spectrometry: direct toxicological screening and analysis of illicit Ecstasy 
tablets. Rapid Comm. Mass Spectrom. 2006, 20, 103.  
[78] L.S. Eberlin, I. Norton, A.L. Dill, A.J. Golby, K.L. Ligon, S. Santagata, 
R.G. Cooks, N.Y.R. Agar. Classifying Human Brain Tumors by Lipid 
Imaging with Mass Spectrometry. Cancer Res. 2012, 72, 645.  
[79] M. Zhao, S. Zhang, C. Yang, Y. Xu, Y. Wen, L. Sun, X. Zhang. 
Desorption Electrospray Tandem MS (DESI-MSMS) Analysis of Methyl 
Centralite and Ethyl Centralite as Gunshot Residues on 
Skin and Other Surfaces. J. Forensic Sci. 2008, 63, 807.  
 57 
[80] J.M. Wiseman, C.A. Evans, C.L. Bowen, J.H. Kennedy. Direct 
analysis of dried blood spots utilizing desorption electrospray ionization 
(DESI) mass specteometry. Analyst. 2010, 135, 720.  
[81] L.S. Eberlin, C.R. Ferreira, A.L. Dill, D.R. Ifa, R.G. Cooks. Desorption 
electrospray ionization mass spectrometry for lipid characterization and 
biological tissue imaging. Biochim. Biophys. Acta. 2011, 1811, 946.  
[82] Y. Shin, B. Drolet, R. Mayer, K. Dolence, F. Basile. Desorption 
electrospray ionization-mass spectrometry of proteins. Anal. Chem. 
2007, 79, 3514.  
[83] H. Chen, I. Cotte-Rodríguez, R.G. Cooks. cis-Diol functional group 
recognition by reactive desorption electrospray ionization (DESI). Chem. 
Commun. 2006, 597.  
[84] C. Chan, M.S. Bolgar, S.A. Miller, A.B. Attygalle. Desorption 
Ionization by Charge Exchange (DICE) for Sample Analysis under 
Ambient Conditions by Mass Spectrometry. J. Am. Soc. Mass Spectrom. 
2010, 21, 1554.  
[85] V. Saarela, M. Haapala, R. Kostiainen, T. Tapio Kotiaho, S. Sami 
Franssila. Glass microfabricated nebulizer chip for mass spectrometry Lab 
Chip. 2007, 7, 644.  
[86] L. Luosujärvi, V. Arvola, M. Haapala, J. Jaroslav Pól, V. Ville Saarela, 
S. Franssila, T. Kotiaho, R. Kostiainen, T.J. Kauppila. Desorption and 
Ionization Mechanisms in Desorption Atmospheric Pressure 
Photoionization. Anal. Chem. 2008, 80, 7460.  
[87] D.B. Robb, T.R. Covey, A.P. Bruins. Atmospheric Pressure 
Photoionization: An Ionization Method for Liquid Chromatography−Mass 
Spectrometry. Anal. Chem. 2000, 32, 3653.  
[88] A. Vaikkinen, M. Haapala, H. Kersten, T. Benter, R. Kostiainen, T. 
Kotiaho. Comparison of Direct and Alternating Current Vacuum 
Ultraviolet Lamps in Atmospheric Pressure Photoionization. Anal. Chem. 
2012, 84, 1408.  
[89] S. Martrenchard, G. Grégoire, C. Dedonder-Lardeux, C. Jouveta, D. 
Solgadia. Proton transfer mechanism in the ionic methanol dimer. Phys. 
Chem. Comm. 1999, 2, 15.  
[90] T.J. Kauppila, T. Kuuranne, E.C. Meurer, M.N. Eberlin, T. Kotiaho, R. 
Kostiainen. Atmospheric Pressure Photoionization Mass Spectrometry. 
Ionization Mechanism and the Effect of Solvent on the Ionization of 
Naphthalenes. Anal. Chem. 2002, 74, 5470.  
 58 
[91] D.B. Robb, M.W. Blades. Effects of solvent flow, dopant flow, and 
lamp current on dopant-assisted atmospheric pressure photoionization 
(DA-APPI) for LC-MS. Ionization via proton transfer. J. Am. Soc. Mass 
Spectrom. 2005, 16, 1275.  
[92] T.J. Kauppila, T. Kotiaho, R. Kostiainen, A.P. Bruins. Negative ion-
atmospheric pressure photoionization-mass spectrometry. J. Am. Soc. 
Mass Spectrom. 2004, 15, 203.  
[93] E. Basso, E. Marotta, R. Seraglia, M. Tubaro, P. Traldi. On the 
formation of negative ions in atmospheric pressure photoionization 
conditions. J. Mass. Spectrom. 2003, 38, 1113.  
[94] NIST Chemistry Webbook, NIST Standard Reference Database 
Number 69. W.G. Mallard, P.J. Linstrom (eds). National Institute of 
Standards and Technology: Gaithersburg, MD, 20899, 
http://webbook.nist.gov (accessed April 2012).  
[95] H. Kersten, V. Funcke, M. Lorenz, K.J. Brockmann, T. Benter, R. 
O'Brien. Evidence of Neutral Radical Induced Analyte Ion 
Transformations in APPI and Near-VUV APLI. J. Am. Soc. Mass 
Spectrom. 2009, 20, 1868.  
[96] T.J. Kauppila, V. Arvola, M. Haapala, J. Pól, L. Aalberg, V. Saarela, S. 
Franssila, T. Kotiaho, R. Kostiainen. Direct analysis of illicit drugs by 
desorption atmospheric pressure photoionization. Rapid Comm. Mass 
Spectrom. 2008, 22, 979.  
[97] L. Luosujärvi, U. Laakkonen, R. Kostiainen, T. Kotiaho, T.J. Kauppila. 
Analysis of street market confiscated drugs by desorption atmospheric 
pressure photoionization and desorption electrospray ionization coupled 
with mass spectrometry. Rapid Comm. Mass Spectrom. 2009, 23, 1401.  
[98] T.J. Kauppila, A. Flink, M. Haapala, U. Laakkonen, L. Aalberg, R.A. 
Ketola, R. Kostiainen. Desorption atmospheric pressure photoionization-
mass spectrometry in routine analysis of confiscated drugs. Forensic Sci. 
Int. 2011, 210, 206.  
[99] A. Vaikkinen, T. Kotiaho, R. Kostiainen, T.J. Kauppila. Desorption 
atmospheric pressure photoionization with polydimethylsiloxane as 
extraction phase and sample plate material. Anal. Chim. Acta. 2010, 682, 
1.  
[100] D.C. Podgorski, R. Hamdan, A.M. McKenna, L. Nyadong, R.P. 
Rodgers, A.G. Marshall, W.T. Cooper. Characterization of Pyrogenic Black 
Carbon by Desorption Atmospheric Pressure Photoionization Fourier 
Transform Ion Cyclotron Resonance Mass Spectrometry. Anal. Chem. 
2012, 84, 1281.  
 59 
[101] J. Pól, V. Vidová, G. Kruppa, V. Kobliha, P. Novák, K. Lemr, T. 
Kotiaho, R. Kostiainen, V. Havlicek, M. Volný. Automated Ambient 
Desorption−Ionization Platform for Surface Imaging Integrated with a 
Commercial Fourier Transform Ion Cyclotron Resonance Mass 
Spectrometer. Anal. Chem. 2009, 81, 8479.  
[102] A. Pelander, I. Ojanperä, S. Laks, I. Rasanen, E. Vuori. Toxicological 
Screening with Formula-Based Metabolite Identification by Liquid 
Chromatography/Time-of-Flight Mass Spectrometry. Anal. Chem. 2003, 
75, 5710.  
[103] K.H. Becker, K.H. Schoenbach, J.G. Eden. Microplasmas and 
applications. J. Phys. D: Appl. Phys. 2006, 39, R55.  
[104] T. Nissilä, L. Sainiemi, T. Sikanen, T. Kotiaho, S. Franssila, R. 
Kostiainen, R.A. Ketola. Silicon micropillar array electrospray chip for 
drug and biomolecule analysis. Rapid Comm. Mass Spectrom. 2007, 22, 
3677.  
[105] K.H. Ho, S.T. Newman. State of the art electrical discharge 
machining. Int. J. Machine Tools Manuf. 2003, 43, 1287.  
[106] S.H. Yeo, R. Nachiappan. Investigation of electrodischarge 
micromachining controllable factors on machined silicon surface quality. 
Proc. Inst. Mech. Eng. C. 2001, 215, 811.  
[107] S.A. Kulkarni, S.A. Mirji, A.B. Mandale, K.P. Vijaymohanan. 
Thermal stability of self-assembled octadecyltrichlorosilane monolayers 
on planar and curved surfaces. Thin Solid Films. 2006, 496, 420.  
[108] P.L. Urban, A. Amantonico, R. Zenobi. Lab-on-a-plate: extending 
the functionality of MALDI-MS and LDI-MS targets. Mass Spectrom. Rev. 
2011, 30, 435.  
[109] M. Schuerenberg, C. Luebbert, H. Eickhoff, M. Kalkum, H. Lehrach, 
E. Nordhoff. Prestructured MALDI-MS Sample Supports. Anal Chem. 
2000, 72, 3436.  
[110] V. Jokinen, S. Franssila, M. Baumann. Engineered droplets for dried 
droplet solute deposition by mass spectrometric imaging. Microfluid. 
Nanofluid. 2011, 11, 145.  
[111] V. Jokinen, L. Sainiemi, S. Franssila. Complex Droplets on 
Chemically Modified Silicon Nanograss. Adv. Mater. 2008, 20, 3453.  
[112] R. Smith K., P. Lewis A., P. Weiss L. Patterning self-assembled 
monolayers. Prog. Surf. Sci. 2004, 75, 1.  
 60 
[113] Y. Xia, G.M. Whitesides. Soft lithography. Annu Rev. Mater. Sci. 
1998, 28, 153.  
[114] R.D. Piner, J. Zhu, F. Xu, S. Hong, C.A. Mirkin. "Dip-Pen" 
Nanolithography. Science. 1999, 283, 661.  
[115] C.S. Dulcey, J.H. Georger, V.J. Krauthamer, D.A. Stenger, T.L. Fare, 
J.M. Calvert. Deep UV Photochemistry of Chemisorbed Monolayers: 
Patterned Coplanar Molecular Assemblies. Science. 1991, 252, 551.  
[116] M.J. Lercel, H.G. Craighead. Sub-10 nm lithography with self-
assembled monolayers. Appl Phys Lett. 1996, 68, 1504.  
[117] K.K. Berggren, A. Bard, L.J. Wilbur, J.D. Gillaspy, A.G. Helg, J.J. 
McClelland, S.L. Rolston, W.D. Philips, M. Prentiss, G.M. Whitesides. 
Microlithography by using neutral metastable atoms and self-assembled 
monolayers. Science. 1995, 269, 1255.  
[118] P.C. Rieke, B.J. Tarasevich, L.L. Wood, M.H. Engelhard, D.R. Baer, 
G.E. Fryxell, C.M. John, D.A. Laken, M.C. Jaehnig. Spatially Resolved 
Mineral Deposition on Patterned Self-Assembled Monolayers. Langmuir. 
1994, 10, 619.  
[119] S. Krämer, R.R. Fuierer, C.B. Gorman. Scanning Probe Lithography 
Using Self-Assembled Monolayers. Chem. Rev. 2003, 103, 4367.  
[120] R. Jackman, J. Wilbur, G. Whitesides. Fabrication of submicrometer 
features on curved substrates by microcontact printing. Science. 1995, 
269, 664.  
[121] D. Wouters, R. Willems, S. Hoeppener, Flipse, C. F. J. U., S. 
Schubert. Oxidation Conditions for Octadecyl Trichlorosilane Monolayers 
on Silicon: A Detailed Atomic Force Microscopy Study of the Effects of 
Pulse Height and Duration on the Oxidation of the Monolayer and the 
Underlying Si Substrate. Adv. Funct. Mater. 2005, 15, 938.  
[122] N. Shenar, S. Cantel, J. Martinez, C. Enjalbal. Comparison of inert 
supports in laser desorption/ionization mass spectrometry of peptides: 
pencil lead, porous silica gel, DIOS-chip and NALDITM target. Rapid 
Comm. Mass Spectrom. 2009, 23, 2371.  
[123] A. Leinonen, T. Kuuranne, R. Kostiainen. Liquid 
chromatography/mass spectrometry in anabolic steroid 
analysis:optimization and comparison of three ionization techniques - 
electrospray ionization, atmospheric pressure chemical ionization and 
atmospheric pressure photoionization. J. Mass. Spectrom. 2002, 37, 693.  
[124] P. Laakso. Mass spectrometry of triacylglycerols. Eur. J. Lipid Sci. 
Technol. 2002, 104, 43.  
 61 
[125] S.R. Ellis, J.R. Hughes, T.W. Mitchell, M. in het Panhuisd, S.J. 
Blanksby. Using ambient ozone for assignment of double bond position in 
unsaturated lipids. Analyst. 2012, 137, 1100.  
[126] D.R. Smith, D.B. Robb, M.W. Blades. Comparison of Dopants for 
Charge Exchange Ionization of Nonpolar Polycyclic Aromatic 
Hydrocarbons with Reversed-Phase LC-APPI-MS. J. Am. Soc. Mass 
Spectrom. 2009, 20, 73.  
[127] S. Cai, L.C. Short, J.A. Syage, M. Potvin, J.M. Curtis. Liquid 
chromatography–atmospheric pressure photoionization-mass 
spectrometry analysis of triacylglycerol lipids—Effects of mobile phases on 
sensitivity. J. Chromatogr. A. 2007, 1173, 88.  
[128] W.C. Byrdwell. Atmospheric pressure chemical ionization mass 
spectrometry for analysis of lipids. Lipids. 2001, 36, 327.  
[129] E. Klein, V. Lukeš, M. Ilčin. DFT/B3LYP study of tocopherols and 
chromans antioxidant action energetics. Chem. Phys. 2007, 336, 51.  
[130] M. Ishihara, H. Sakagami. QSAR of Molecular Structure and 
Cytotoxic Activity of Vitamin K2 Derivatives with Concept of Absolute 
Hardness. Anticancer Res. 2007, 27, 4059.  
[131] R. Vessecchi, J.N.C. Lopes, N.P. Lopes, S.E. Galembeck. Application 
of the Atoms in Molecules Theory and Computational Chemistry in Mass 
Spectrometry Analysis of 1,4-Naphthoquinone Derivatives. J. Phys. Chem. 
A. 2011, 115, 12780.  
[132] I. Novak, B. Kovac. Electronic structure and biological activity of 
steroids. Biophys. Chem. 1999, 78, 233.  
[133] J. Lembcke, U. Ceglarek, G.M. Fiedler, S. Baumann, A. Leichtle, J. 
Thiery. Rapid quantification of free and esterified phytosterols in human 
serum using APPI-LC-MS/MS. J. Lipid Res. 2005, 46, 21.  
[134] N. Itoh, Y. Aoyagi, T. Yarita. Optimization of the dopant for the trace 
determination of polycyclic aromatic hydrocarbons by liquid 
chromatography/dopant-assisted atmospheric-pressure 
photoionization/mass spectrometry. J. Chromatogr. A. 2006, 1131, 285.  
[135] N. Itoh, T. Narukawa, M. Numata, Y. Aoyagi, T. Yarita, A. Takatsu. 
Mechanism of Ionization of Polycyclic Aromatic Hydrocarbons by a 
Toluene/Anisol Mixture as a Dopant in Liquid Chromatography/Dopant-
assisted Atmospheric-Pressure Photoionization/Mass Spectrometry. 
Polycyclic Aromat. Compd. 2009, 29, 41.  
 62 
[136] K.A. Hanold, S.M. Fischer, P.H. Cormia, C.E. Miller, J.A. Syage. 
Atmospheric Pressure Photoionization. 1. General Properties for LC/MS. 
Anal. Chem. 2004, 76, 2842.  
[137] M. Takino, S. Daishima, T. Nakahara. Liquid chromatography/mass 
spectrometric determination of patulin in apple juice using atmospheric 
pressure photoionization. Rapid Comm. Mass Spectrom. 2003, 17, 1965.  
[138] S.L. Nilsson, C. Andersson, P.J.R. Sjöberg, D. Bylund, P. Petersson, 
M. Jörntén-Karlsson, K.E. Markides. Phosphate buffers in capillary 
electrophoresis/mass spectrometry using atmospheric pressure 
photoionization and electrospray ionization. Rapid Comm. Mass 
Spectrom. 2003, 17, 2267.  
[139] H. Tanaka, M. Takino, Y. Sugita-Konishi, T. Tanaka, A. Toriba, K. 
Hayakawa. Determination of nivalenol and deoxynivalenol by liquid 
chromatography/atmospheric pressure photoionization mass 
spectrometry. Rapid Comm. Mass Spectrom. 2009, 23, 3119.  
[140] H.B. Theron, M. J. van der Merwe, K.J. Swart, van der Westhuizen, 
J. H. Employing atmospheric pressure photoionization in liquid 
chromatography/tandem mass spectrometry to minimize ion suppression 
and matrix effects for the quantification of venlafaxine and O-
desmethylvenlafaxine. Rapid Comm. Mass Spectrom. 2007, 21, 1680.  
[141] P. Hommerson, A.M. Khan, G.J. de Jong, G.W. Somsen. Comparison 
of electrospray ionization and atmospheric pressure photoionization for 
coupling of micellar electrokinetic chromatography with ion trap mass 
spectrometry. J. Chromatogr. A. 2008, 1204, 197.  
[142] R. Rodil, S. Schrader, M. Moeder. Comparison of atmospheric 
pressure photoionization and electrospray ionization mass spectrometry 
for the analysis of UV filters. Rapid Comm. Mass Spectrom. 2009, 23, 
580.  
[143] N.E. Manicke, T. Kistler, D.R. Ifa, R.G. Cooks, Z. Ouyang. High-
Throughput Quantitative Analysis by Desorption Electrospray Ionization 
Mass Spectrometry. J. Am. Soc. Mass Spectrom. 2009, 20, 321.  
[144] Z. Lin, S. Zhang, M. Zhao, C. Yang, D. Chen, X. Zhang. Rapid 
screening of clenbuterol in urine samples by desorption electrospray 
ionization tandem mass spectrometry. Rapid Comm. Mass Spectrom. 
2008, 22, 1882.  
[145] G. Huang, H. Chen, X. Zhang, R.G. Cooks, Z. Ouyang. Rapid 
screening of anabolic steroids in urine by reactive desorption electrospray 
ionization. Anal. Chem. 2007, 79, 8327.  
 63 
[146] T.M. Annesley. Ion suppression in mass spectrometry. Clin. Chem. 
2003, 49, 1041.  
[147] R. King, R. Bonfiglio, C. Fernandez-Metzler, C. Miller-Stein, T. Olah. 
Mechanistic investigation of ionization suppression in electrospray 
ionization. J. Am. Soc. Mass Spectrom. 2000, 11, 942.  
[148] R.C. Baselt. Disposition of drugs and toxic chemicals in man. 7th 
Ed.; Biomedical Publications, Foster City, California, 2004.  
[149] Y. Zhao, M. Lam, D. Wu, R. Mak. Quantification of small molecules 
in plasma with direct analysis in real time tandem mass spectrometry, 
without sample preparation and liquid chromatographic separation. 
Rapid Commun. Mass Spectrom. 2008, 22, 3217.  
[150] Z. Pan, H. Gu, N. Talaty, H. Chen, N. Shanaiah, B.E. Hainline, R.G. 
Cooks, D. Raftery. Principal component analysis of urine metabolites 
detected by NMR and DESI-MS in patients with inborn errors of 
metabolism. Anal. Bioanal. Chem. 2007, 387, 539.  
[151] E. Jagerdeo, M. Abdel-Rehim. Screening of Cocaine and Its 
Metabolites in Human Urine Samples by Direct Analysis in Real-Time 
Source Coupled to Time-of-Flight Mass Spectrometry After Online 
Preconcentration Utilizing Microextraction by Packed Sorbent. J. Am. Soc. 
Mass Spectrom. 2009, 20, 891.  
[152] J. Thunig, L. Flø, S. Pedersen-Bjergaard, S.H. Hansen, C. Janfelt. 
Liquid-phase microextraction and desorption electrospray ionization mass 
spectrometry for identification and quantification of basic drugs in human 
urine. Rapid Comm. Mass Spectrom. 2012, 26, 133.  
 
